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INTRODUCTION 


The Heathkit Model IG-102 RF Signal Gen- 
erator is an accurate and stable source of 
modulated or unmodulated RF (radio frequency) 
signals, Six over-lapping bands provide a wide 
range of frequencies for use in the AM, FM, 
TV, LW, and SW broadcast bands, 


The RF frequency is indicated on a large dial 
scale that is accurate and easy to read, Switch- 
type and continuously variable attenuators are 
used to obtain output signal levels that are 
suitable for most applications, 
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A built-in audio oscillator provides modulation 
for the RF signal, and serves as a convenient 
source of audio signal, The RF may also be 
modulated by an external audio signal, 


To insure greater accuracy of the RF fre- 
quencies, the bandswitch and coil assembly has 
been assembled and adjusted to precision 
standards at the factory, The completed Signal 
Generator can be calibrated without the need 
of expensive calibration equipment, 


CONSTRUCTION NOTES 


This manual is supplied to assist you in every 
way to complete your kit with the least possible 
chance for error, The arrangement shown is 
the result of extensive experimentation and 
trial, If followed carefully, the result will be 
highly stable and dependable performance, We 
suggest that you retain the manual in your 
files for future reference, both in the use of 
the equipment and for its maintenance, 


UNPACK THE KIT CAREFULLY AND CHECK 
EACH PART AGAINST THE PARTS LIST, In so 
doing, you will become acquainted with the 
parts, Refer to the information on the inside 
covers of the manual to help you identify 
the components, If some shortage or parts 
damage is found in checking the Parts List, 
please read the Replacements section and sup- 
ply the information called for therein, 


Resistors generally have a tolerance rating of 
10% unless otherwise stated in the Parts List; 
Tolerances on capacitors are generally even 
greater, Limits of +100% and -20% are common 
for electrolytic capacitors, 


We suggest that you do the following before work 
is started: 


1, Lay out all parts so that they are readily 
available, 

2. Provide yourself with good quality tools, 
Basic tool requirements consist of ascrew- 
driver with a 1/4" blade; a small screw- 
driver with a 1/8" blade; long-nose pliers; 
wire cutters, preferably separate diagonal 
cutters; a penknife or a tool for stripping 
insulation from wires; and a soldering iron 
(or gun), A set of nut drivers, while not 
necessary, will aid extensively in construc- 
tion of the kit, 
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Most kit builders find it helpful to separate the 
various parts into convenient categories, Muffin 
tins or molded egg cartons make convenient 
trays for small parts, Resistors and capac- 
itors may be placed with their lead ends in- 
serted in the edge of a piece of corrugated 


cardboard until they are needed, Values can 
be written on the cardboard next to each 
component, The illustration shows one method 
that may be used, 


PARTS LIST 


The key numbers in the Parts List correspond to the numbers 
on the Parts Pictorial (fold-out from Page 5) to aid in parts 
identification. Disregard any numbers that are not on the 
Parts List when more than one number is on any package or 


To order replacement parts, refer to the Replacement Parts 
Price List and use the Parts Order Form furnished with this 
kit. If a Parts Order Form is not available, refer to 
Replacement Parts” inside the rear cover of the Manual. For 


part in this Kit, pricing information, refer to the separate “Heath Parts Price 


List.” 
KEY PART PARTS DESCRIPTION KEY PART PARTS DESCRIPTION 
No. No. Per Kit No. “Ny: Per Kit 
3 RESISTORS Mylar* 
5 27-104 1 0047 ufd 
= 1/2 Watt 
1. bl 2 47 Q (yellow-violet-black) 
1-48 l 390 Q (orange-white-brown) Other 
1-7 3 680 Q (blue-gray-brown) ; ‘ . 
1-16 l 4700 Q (yellow-violet-red) 6 28-1 ! 2.2 yuf molded phenolic 
1-24 3 33 KQ (orange-orange- (red-red-white) 
orange) ‘ 7 21-29 L 4.7 upf N750 tubular ceramic 
1-47 I 96 KQ (green-blue-orange) 8 20-39 t 22 uf mica 
1-26 3 100 K&2 (brown-black-yellow) 20-101 t 47 uf mica 
; 9 25-206 1 20-20 ufd electrolytic 
10 313 1 1-10 uuf trimmer 
1 Watt 11 26-57 l Dual tuning 
ae 1-3-1 l 2200 Q (red-red-red) 
CONTROLS- TRANSF ORMERS-SWITCHES 
CAPACITORS 12 10-27 1 3000 Q control 
Disc Ceramic 19-1] 1 100 KQ control with SPST 
‘ m switch 
3 21-32 : “tie a ol At 1 Oscillator transformer 
21-140 = 001 yfd 94-92-24 | Power transformer 
21-27 ] 005 fd 13. 63-70 1 3-position rotary switch 
21-16 4 OL ufd 63-211 l 2-position rotary switch 
21-31 3 02 utd 163-7 l Band switch and coil 
21-70 2 Ol fd assembly 
Tubular 
4 23-50 l 022 ufd 
23-59 l 05 ufd * DuPont Registered Trademark 
23-28 l .l fd 


PARTS 
Per Kit 


KEY PART 


No. No. 
RECTIFIER-TUBES-LAMP 


14 57-27 l 
411-24 l 
411-68 Saal 
412-1 1 


TERMINAL STRIPS 


1S 431-10 2 
431-40 2 
431-11 ] 


CONNECTORS-SOCKETS 


16 432-919 1 
17 432-59 2 
18 434-77 2 

434-87 l 


HARDWARE 


19 25049 
20 250-7 
21 250-56 
22 250-89 
23 250-83 
24 250-16 
25043 
250-22 
252-1 
252-3 
252-37 
252-7 
310 252-22 
32 254-1 
33 2544 
34 253-10 
35 259-1 
36 259-10 


SERENE 
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DESCRIPTION 


Silicon diode 
12AT7 tube 
6AN8 tube 
#47 lamp 


3-lug terminal strip 
4-lug terminal strip 
5-lug terminal strip 


Cable connector 
BNC connector 
9-pin tube socket 
Pilot lamp socket 


3-48 x 1/4” screw 
6-32 x 3/16” screw 
6-32 x 1/4” screw 
6-32 x 3/8” screw 
#10 sheet metal screw 
8-32 x 3/16” setscrew 
8-32 x 1/4” setscrew 
8-32 x 7/16” setscrew 
3-48 nut 

6-32 nut 

9/32-32 x 3/8” nut 
Control nut 

Speednut 

#6 lockwasher 
Control lockwasher 
Control flat washer 
#6 solder lug 

Control solder lug 


KEY PART 
No. No. 


PARTS 
Per Kit 


WIRE-CABLE-SLEEVING 


89-1 
340-2 
344-59 
343-2 
347-3 
346-1 


METAL PARTS 


90-1216-1 1 
200-442 | 
203-180-5 1 


MISCELLANEOUS 


37 40-193 
38° 73-1 
39 75-71 
40 100-10 
41 205-254 
42 2074 
211-15 
260-1 
43 413-4 
462-187 
462-140 
44 490-1 
45 490-5 


597-260 
391-34 
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DESCRIPTION 


Line cord 

Bare wire 

Hookup wire 

Coaxial cable RG-58A/U 
2-lead shielded cable 
Sleeving 


Cabinet 
Chassis 
Front panel 


Band F oscillator coil 
Rubber grommet 
Line cord strain relief 
Dial pointer assembly 
Alignment tool blade 
Cable clamp 

Handle 

Alligator chip 

Pilot lamp jewel . 
Pointer knob 

Large knob 

Coil alignment tool 

Plastic nut starter 


Parts Order Form 

Blue and white label 
Manual (See front cover for 
part number.) 


Solder 


(@ 
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INITIAL TEST 


If an ohmmeter is available, check for possible 
short circuits in the power supply before applying 
power to the Signal Generator for the first time, 
If an ohmmeter is not available, proceed to the 
Note which follows the next three steps, 


Refer to Pictorial 4 (fold-out from Page 14) for 
the next three steps, 


( ) Place the ohmmeter range switch in the 
RX 1000 position, 


( ) Connect the test leads of the ohmmeter 
across the leads of the silicon diode con- 
nected between lugs 2 and 4 of terminal 
strip L, Then note the resistance reading, 
The initial kick of the meter pointer indi- 
cates that the filter capacitors are charg- 
ing, Reverse the ohmmeter leads to the diode 
and note the reading, The ratio of the two 
resistance readings should be 10 to 1 or 
greater, 


( ) To check the B+ supply circuit, connect the 
common (negative) test lead of the ohmmeter 
to the chassis and the ohms (or "hot") 
test lead to lug 1 of terminal strip L, 
The meter pointer should kick down to a 
fairly low reading, indicating charging of the 


filter capacitors, and then rise slowly to a 
reading of at least 50,000 2, If a reading 
of less than 50,000 2 is obtained, reverse 
the test leads and check again, Then check 
the installation of the silicon diode and 
be sure the cathode lead is connected to 
lug 4 of terminal strip L, Refer to Detail 
4B on Page 15 to identify the cathode lead 
of the diode, If you are still unable to obtain 
a resistance reading of 50,000 2, refer to 
the In Case Of Difficulty section of the 
manual, 


NOTE: If the proper results are not obtained in 
the following steps, turn the Generator off and 
refer to the In Case Of Difficulty section of the 


Manual, 


( ) Plug the line cord into a standard (105 to 
125 volts, 50/60 cps) AC outlet, 


( ) Turn the EXT MOD/AF OUT control clock- 
wise to turn the Generator on, The tube 
filaments and pilot lamp should light, 


( ) Visually check all parts for any signs of 
overheating, 


( ) Proceed to the Calibration section, 
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CALIBRATION 


Before starting the Generator calibration, care- 
fully study the operation of each control and 
switch as described in Figure 2 on Page 23, 


An AM radio is needed to calibrate bands A, 
B, C, D, and E, The tuned circuit and component 
parts for band F have been preadjusted at the 
factory, If additional accuracy is desired, an 
FM radio must be used to calibrate band F, 


BANDS A THROUGH E 
( ) Turn the BAND switch to band B, 


( ) Turn the Modulation switch to EXT MOD, 


( ) Turn the FINE ATTEN control fully clock- 
wise, 


Set the COARSE ATTEN switch at HI, 


Connect the shielded output cable to the 
Generator RF OUT connector, Place the 
free end of this cable near the loop or 
antenna lead of the AM radio, but do not 
connect it directly to the radio, 


Turn the Generator and AM radio on, Allow 
the Generator and radio to warm up for 15 
minutes so all components will reach nor- 
mal operating temperature, 


The following procedure willbe used to calibrate 
the Generator, 


First, a signal of known frequency is tunedin on 
the AM radio, Then the dial pointer of the 
Generator is set to the exact frequency of the 
station the radio is tuned to, The RF oscillator 
is then tuned to the same frequency as the radio 
station by adjusting it until a zero beat is heard 
in the radio, 


This zero beat is the signal that is created by 
the beating together of the oscillator signal and 
the station signal in the radio, When the beat is 
heard, it starts out as a highpitchedtone, which 
gradually changes as the beat frequency becomes 
lower until the tone becomes very low pitched, 
Once the zero beat point is passed, the tone 
gradually increases in pitch until it can no 
longer be heard, 


At these frequencies it is often hard to geta 
complete zero beat (no sound at all) between the 
signals, Often, a low pitched tone or a slow 
popping sound will be as close as you will 
be able to come to a complete zero beat, The 
output level of the Generator should be just high 
enough to give a clear beat sound; do not 
set the Generator output level higher than 
necessary, 


( ) Locate the alignment tool blade supplied 
with this kit, Refer to Figure 1 and use 
a pair of long-nose pliers, Insert the 
blade into the smaller hole of the nut 
starter until the blade end is flush with 
the end of the nut starter, This now can b 
used as a trimmer alignment tool, 


ALIGNMENT 


TOOL yer =e 


INSERT BLADE 
INTO NUT STARTER 


Figure 1 


© 


J 
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( ) Referring to Pictorial 7 (Page 18) andusing 
the trimmer alignment tool, preset trimmer 
capacitor C6 until the top of the adjustment 
screw is 1/2"' above the chassis, 


-Tune the AM radio to a station of known 
frequency between 800 and 1000 kc, The 
frequency of this station should preferably 
be one whose frequency falls directly on one 
of the calibration points on the dial, suchas 
800 kc, 850 kc, 900 kc, or 1000 kc, 


Turn the dial pointer on the Generator to 
the place on the dial that indicates the exact 
frequency of the station the radio is tunedto, 


Adjust trimmer capacitor C6 fora zero beat 
in the radio, Use the FINE ATTEN and 
COARSE ATTEN controls to set the output 
level of the Generator just high enough to 
give a clear zero beat in the radio, 


This completes the calibration of bands A 
through E, Turn off the AM radio, 


The frequencies, for bands A through E, were ad- 
justed with trimmer capacitor C6, This was pos- 
sible because the adjustment slug, for each coil 
on these bands, was accurately adjusted at the 
factory, A slight improvement inaccuracy could 
be obtained if the slug in each coil was adjusted 
by zero beating the Generator signal with an accu- 
rate frequency standard, An accurate frequency 
standard could be obtained by tuning a communi- 
cations receiver to a WWV frequency such as 
2.5 mc, 5 mc, 10 me, etc,, (National Bureau of 
Standards), Standard frequencies can also be 
obtained from a precision laboratory generator 
(with an accuracy of at least 1%), in conjunction 
with an oscilloscope to indicate the zero beat, 
If the coil slugs are adjusted, each band should 
be adjusted near the low end of the dial, A coil 
alignment tool, for adjusting the coil slugs, is 
supplied with the kit, 


BAND F 


To calibrate band F to obtain additional accu- 
racy, you must use an FM radio, 


( ) Turn on the FM radio and tune it toa 
station between 88 mc and 100 mec, 


( ) Set the BAND switch to band F, and turn 
the dial pointer to the frequency of the FM 
station, 


a> 
ea 


Turn the Modulation switch to INT MOD/AF 
OUT: 


— 
~~ 


Connect the output cable of the Generator 
to the antenna terminals of the FM radio, 


— 
— 


Turn the Generator dial pointer back and 
forth and listen for the 400 cps tone modu- 
lation in the FM radio, This 400 cps tone 
will be weakest at the correct frequency, 
and it will be louder on both sides of this 
frequency, 


Turn the Generator dial pointer tothe place 
where the 400 cps tone is weakest, If the 
dial indicator points to a frequency lower 
than the station frequency, gently squeeze 
together the turns of coil F, Then retune 
the dial pointer to the weakest 400 cps 
tone, Repeat this procedure until the cor- 
rect frequency is indicated on the Generator 
dial, See Pictorial 5 to identify coil F, If 
the dial pointer indicates a higher fre- 
quency than the station frequency, the 
turns of coil F should be spread apart 
Slightly, 


This completes the calibration of band F, 
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FINAL ASSEMBLY 


Refer to Pictorial 8 for the following steps, 


( ) Prethread both holes in the handle using 
a #10 sheet metal screw, 


( ) Mount the handle on the top of the cabinet, 
Use #10 sheet metal screws, 


( ) Insert the line cord through the large hole 
in the back of the cabinet, then install the 
Generator in the cabinet with two #6 x 
3/8" screws, 


NOTE: The blue and white identification label 
shows the Model Number and Production Series 
Number of your kit, Refer to these numbers in 
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any communcations with the Heath Company; 
this assures you that you will receive the most 
complete and up-to-date information in return, 


( ) Install the identification label in the follow- 
ing manner: 


1, Select a location for the label where it 
can easily be seen when needed, but 
will not show when the unit is in oper- 
ation, This location might be on the rear 
panel or the top of the chassis, or on the 
rear or bottom of the cabinet, 


2, Carefully peel away the backing paper, 
- Then press the label into position, 


PRETHREAD 


6-32x3/8" 
SCREW 


PICTORIAL 8 
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EXT MOD/AF OUT CONTROL 
Turns the Generator on or off, Adjusts the level . 
of external modulation signal or adjusts the level | 


of internal modulation signal (400 cps) present | 
at EXT MOD IN AF OUT connector, 


| PILOT LAMP 
Indicates the Generator is on by the presence of 
AC voltage in the power supply. 


ad 


VARIABLE FREQUENCY CONTROL 
aa e | Selects and indicates the RF frequency, 
' BAND SWITCH 
e* | Selects the RF frequency range on bands A , 


| through F, 


| 


ee eeeet 
id 8D ACE 


FIME ATTEN. 


FINE ATTEN CONTROL 
Fine adjustment of RF output signal level, 


| MODULATION SWITCH 
| Selects external or internal modulation (400 | 
/ cps), Also provides 400 cps AF signal at EXT 

| MOD IN AF OUT connector with the switch at | 
| INT MOD AF OUT, | 


COARSE ATTEN SWITCH 
Coarse adjustment of RF output signal level, 


mone: :@-108 


= GN 
EXT MOO IN/AF OUT CONNECTOR a} 
Provides 400 cps signal output or provides Seg DR Fa ae RF OUT CONNECTOR 
for input of external modulation signal, Provides RF or modulated RF output signal, 


Figure 2 


OPERATION 


Figure 2 explains the basic functions of the front Proceed as follows to read the dial scales, On 

_/ panel controls, A detailed explanation of how to bands A and B, multiply the number indicated 

read the dial scale, and the use of some front pan- on the dial by 10 to obtain the frequency in kc, 

el controls, is given inthe following paragraphs, On bands C and D, divide the number indicated 

on the dial by 10 to obtain the frequency in mc, 

DIAL SCALE On bands E and F, the dial is read directly in 

mc, Refer to the inset drawing on Figure 3 

The RF output frequency of the Generator de- and the following table for examples of how to 
pends on the number the dial pointer is set to, read the dial scale, 


and the position of the BAND switch, Bands 
A, C, and E are read on the outside dial scale, BAND DIAL READING FREQUENCY 
bands B and D are read on the center dial 


scale, and band F is read on the inside dial A 23 (multiply by 10) 230 ke 
scale, See Figure 3, B 75 (multiply by 10) 750 ke 
, C 23 (divide by 10) 2.3 mc 

, ) D 75 (divide by 10) 7.5 mc 

G) ceNeRATOR. E 23 (read direct) 23 mc 

7 poe F 77 (read direct) 77 me 


The numbers from 100 to 220 on the inside 
of scale F are calibrated harmonic frequencies 
of band F, This dial scale, which should be 
read directly, adds another range of frequen- 
cies from 100 mc to 220 mc, The most common- 
ly used IF frequencies for AM and FM radio 
receivers are indicated with a special mark 
on the dial; 455 kc (AM) is marked on band B 
and 10.7 mc (FM) is marked on band E, 


EXT. MOD./ 
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GENERAL 


When the Modulation switch is turned to INT 
MOD/AF OUT, a 400 cps audio signal is avail- 
able at the connector marked EXT MOD IN/AF 
OUT, With this switch turned to EXT MOD, the 


internal 400 cps oscillator is turned off, andthe 
RF signal may be modulated by connecting a 
external audio signal to the EXT MOD IN/ARB& 
OUT connector, An audio signal with a level of 
about 3 volts is needed for 30% modulation of 
the RF frequency, 


APPLICATIONS 


The RF Signal Generator may be used as an 
RF signal source for the peak alignment of 
tuned circuits in some FM radios and tuners, 
More often, though, the sweep alignment method 
is used to align high quality FM radios and 
tuners, For sweep alignment, an RF sweep gen- 
erator is needed and your RF Signal Generator 
may be used as a marker generator, Whenever 
possible it is best to follow the detailed in- 
structions from the manufacturer of the FM 
radio or tuner, 


There are many other applications for this Gen- 
erator which are too numerous to outline inthis 
Manual, However, two basic applications are out- 
lined here under AM Radio Alignment and Signal 
Injection, 


AM RADIO ALIGNMENT 


Figure 4 shows a block diagram of a typical 
AM radio, This diagram includes all of the cir- 
cuits that must be aligned, The radio speaker 
or a suitable voltmeter may be used as the out- 
put indicator, However, a voltmeter will indicate 
smaller changes in the output signal andis more 
desirable, 


If a DC voltmeter is used, set it to measure 
negative DC volts, and connect it to the output of 
the AVC filter circuit as shown, If an AC volt- 
meter is used, it may be connected between the 
two outside lugs of the volume control or across 
the speaker terminals, 


Be sure to use the proper frequency for align- 
ment of the IF transformers, An IF frequency 
of 455 ke will be used in the following procedure, 
since it is used in most AM radios, But your 


radio may use another IF frequency such as 
262 ke or 460 kc, Follow the detailed instruc- 
tions from the manufacturer of the radio when- 
ever possible, 


1, Turn on the radio, RF Signal Generator, and 
voltmeter if one is used, Allow the equipment 
to warm up for 15 minutes so that all com- 
ponents will reach normal operating temper - 
ature, 


2, Turn the AM radio dial tothe high frequency 


end of the dial, 


3. Connect the output cable to the connector 


labeled RF OUT on the Signal Generator 


4, If the radio usesalooporrodantenna, place ~ 


the inner or "hot" lead of the output cable 
near the antenna, If there is no loop or rod 
antenna, connect the hot lead of the output 
cable to the antenna terminal and the shield 
lead to the chassis of the radio, 


5, Set the Signal Generator to 455 ke (Band B) 


and the Modulation switch to the INT MOD/ 
AF OUT position, 


6. Use an insulated alignment tool to adjust 


the IF transformers which are shown in 
the shaded portions of Figure 4, Start 
with the last IF transformer (next to the de- 
tector stage) and work toward the first: 
adjust each one for a maximum reading 
on the voltmeter or the loudest signal from 
the speaker, At the same time, reduce the 
Signal Generator output to keep the output 
of the radio at minimum but still large 
enough to give an indication on the volt- 
meter, 
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Figure 4 


Since the IF adjustments affect each other, 
repeat the adjustments at least once for 
best results, 


Set the Signal Generator and radio to 1600 
ke, Adjust the oscillator trimmer capacitor 
(shown by light arrow in Figure 4) for maxi- 
mum voltage reading, 


Set the Signal Generator and radio to 1400 
ke, Adjust the antenna trimmer capacitor 
(also shown by light arrow) for maximum 
voltage reading, 


Set the Signal Generator to 600 kc and tune 
the AM radio to 600 kc, 


Adjust the slug of the oscillator coil (shown 
by the dark arrow) for maximum reading on 
the voltmeter, Now tune the radio a slight 


12, 


wily 


DETECTOR 


AUDIO AMPLIFIER 


amount in either direction so the signal 
sounds faint or the voltage reading de- 
creases slightly, Again adjust the oscillator 
coil for maximum voltage, then note whether 
the voltage is larger or smaller than it was 
before, Retune the radio a slight amount 
again, in the same direction if the voltage 
increased, and in the other direction if the 
voltage decreased, and adjust the oscillator 
coil for maximum voltage, Repeat this re- 
tuning and coil adjustment process until you 
locate the oscillator coil adjustment that 
produces the largest reading on the volt- 
meter, 


Repeat steps 8 through 11 again because 
there will be some interaction between the 
adjustments, 


This completes the alignment of the AM radio, 
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SIGNAL INJECTION 


Signal injection is a technique used to trouble- 
shoot weak or dead electronic devices (radio 
and TV receivers, hi-fi amplifiers, etc.), to 
find the circuit that is not operating properly, 
In this method, a signal is coupled into the 
stages of the defective equipment, one stage at 
a time, until the defective stage is located, 


A coupling capacitor (.05 yfd) should always be 
used with the hot lead to keep DC voltages from 
being connected to the Signal Generator, Also, 
care should be used so the test signal does not 
overdrive the stage it is connected to, 


For example, this method might be used to find 
an open coupling capacitor between two ampli- 
fier stages, In this case, the signal would be 
heard when the 400 cps audio signal from the 
Signal Generator is connected tothe control grid 
of the second tube, This is shown as point G 
in Figure 5, The signal will not be heard when 
the Signal Generator is connected to the plate 
of the first tube (point P), 


ANTENNA 


1000 KC 
MOOULATED RF 


455 KC MODULATED RF 
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Figure 5 


Figure 6 shows how signal injection can be 
used to find the faulty stage of an AM radio 
receiver, First the 400 cps audio signal from 
the Signal Generator is connected to the grid 
of the output tube, then the hot lead of the 
Signal Generator is moved back to the audio 
amplifier tube, If a normal sound is heard 
from the speaker in both cases, a modulated RF 
signal would be used to check the remaining 
stages of the radio, The modulated RF fre- 


quencies shown in Figure 6 would be used, 


400 CPS AUDIO SPEAKER 


Figure 6 
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CIRCUIT DESCRIPTION 


~ Refer to the Block Diagram and Schematic 
(fold-out from Page 33) to follow the circuit 
and identify the circuit components while read- 
ing this description, 


The Circuit Description of the RF Signal Gen- 
erator is outlined in four sections: RF Oscil- 
lator, AF Oscillator, Amplifier And Modulator, 
and Power Supply. 


RF OSCILLATOR 


A Hartley oscillator, consisting of tube Vi1Band 
its associated circuitry, is used to generate the 
RF signal for bands A, B, C, D, and E, The 
correct coil for each band of frequencies is 
selected by Band switch S2, 


Section BF of Band switch S2, supplies B+ 
voltage to the plate of tube V1B when the 
Switch is in positions A through E, The desired 
oscillator coil is connected through capacitor 
C7 to the grid of tube V1B by section AF of 
Band switch S2, The tap of each coil is con- 
nected to the cathode of tube V1B by section 
BR of Band switch S2, Section AR of Band 
switch S2 shorts out all oscillator coils except 
the one being used, 


Capacitor C9, which is one section of the tuning 
capacitor, is connected across the desired oscil- 
lator coil and completes the tuned circuit of the 
RF oscillator, Trimmer capacitor C6, which is 
connected to the grid of tube V1B, adjusts the 
oscillator frequency on bands A through E, 


VIA 
RF OSCILLATOR 
BAND F 
V2A 
AF OSCILLATOR 
400 CPS 


400 CPS OUTPUT 


EXTERNAL MOOULATION 
INPUT 


Resistor R3 and capacitor C7 supply bias 
voltage to the grid of tube V1B, The RF signal 
is coupled through capacitor C8 to the grid of 
tube V2B, 


Tube V1A is the RF oscillator stage for band F 
only, Coil F is permanently connected to the grid 
of tube VIA through resistor Rl and capacitor 
C3, This helps reduce variations in wiring ca- 
pacitance that would occur if this coil were 
switched like the other coils, These variations 
would cause the dial calibration to be inaccurate 
on band F, 


Capacitor Cl, which is one section of the tuning 
capacitor, is connected across coil F tocomplete 
the tuned circuit for band F, Section BF of Band 
switch S2 supplies B+ voltage to the plate of tube 
V1A when the switch is in position F, Capacitor 
C3 and resistor R1 supply bias voltage to the 
grid of tube VIA, The RF signal is coupled 
from the cathode of tube V1A through capacitor 
C4 to the grid of tube V2B, 


AF OSCILLATOR 


Tube V2A, whichis connectedas an AF oscillator, 
is tuned by transformer T2 and capacitor C15 to 
oscillate at a frequency of about 400 cps, The 
400 cps audio signal is coupled from the plate 
of tube V2A through capacitor C17 andresistors 
R7 and R8 to the grid of tube V2B, This audio 
signal is also applied across control R4 and 
through capacitor C1l to the AF Output Con- 
nector, 


viB 
RF OSCILLATOR 
BANO A THROUGH E 
v2B 
AMPLIFIER / 
MOO ULA TOR 


TO FILAMENTS (6.3 VOLT AC) 


RF 
O) OUTPUT 


POWER SUPPLY 


BLOCK DIAGRAM 


B+ (130 VOLT DC) 


Page 32 


When switch S3 is in the External Modulation 
position, tube V2A is used to amplify the external 
modulation signal that is connected to the Ex- 
ternal Modulation In connector, This signal 
is coupled through capacitor C11 to control R4, 
and then to the grid of tube V2A, The signal 
is then amplified by tube V2A and coupled 
through capacitor C17 and resistors R7 and R8 
to the grid of tube V2B, 


AMPLIFIER AND MODULATOR 


The RF and AF signals are coupled to the grid 
of tube V2B, Resistors R7 and R9 keep the 
AF signal from overdriving the grid of tube 
V2B and also determine the modulation level, 
From the plate of tube V2B, the modulated 
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RF signal is coupled through capacitor C2 
Fine Attenuator control R12, Coarse Atten\ 
uator switch S4, and capacitor C22 to the RF 
Output connector, 


POWER SUPPLY 


B+ voltage is supplied to all stages of the Gen- 
erator by a half-wave rectifier circuit con- — 
sisting of diode D1, Resistor R17 with capac- 
itors C25A and C25B provide filtering of the B+ 
voltage, 


Filament voltage is supplied to the filaments of 
all tubes and the #47 lamp by a 6,3 volt AC 
winding on power transformer Tl, 
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PARTS 
Per Kit 


KEY PART 


No. No. 
RECTIFIER-TUBES-LAMP 


14 57-27 l 
411-24 l 
411-68 I 
412-1 1 


TERMINAL STRIPS 


1S 431-10 2 
431-40 2 
431-11 l 


CONNECTORS-SOCKETS 


16 432-919 

17 432-59 

18 434-77 
434.87 


m DN 


HARDWARE 


19 250-49 
20 250-7 
21 = 250-56 
22 250-89 
23 250-83 
24 250-16 
25 250-43 
26 250-22 
27 252-1 
“28 «252-3 
29 252-37 
30 252-7 
31 252-22 
32 254-1 
33 254-4 
34 253-10 
35 259-1 
36 259-10 
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DESCRIPTION 


Silicon diode 
12AT7 tube 
6ANB8 tube 
#47 lamp 


3-lug terminal strip 
4-lug terminal strip 
S-lug terminal strip 


Cable connector 
BNC connector 
9-pin tube socket 
Pilot lamp socket 


348 x 1/4” screw 
6-32 x 3/16” screw 
6-32 x 1/4” screw 
6-32 x 3/8” screw 
#10 sheet metal screw 
8-32 x 3/16” setscrew 
8-32 x 1/4” setscrew 
8-32 x 7/16” setscrew 
3-48 nut 

6-32 nut 

9/32-32 x 3/8” nut 
Control nut 

Speednut 

#6 lock washer 
Control lock washer 
Control flat washer 
#6 solder lug 

Control solder lug 


KEY PART 


No. No. 


PARTS 
Per Kit 


WIRE-CABLE-SLEEVING 


89-1 
340-2 
344-59 
343-2 
347-3 
346-1] 


— — se pee ee ee 


METAL PARTS 


90-1216-1 l 
200-442 I 
203-180-5 ] 


MISCELLANEOUS 


37 40-193 
38 73-1 
39 75-71 
40 100-10 
41 205-254 
42 2074 
211-15 
260-1 
43 4134 
462-187 
462-140 
44 490-1] 
45 490-5 


597-260 
391-34 


ee ll el ell ca el?) nel a ee) 


Line cord 

Bare wire 

Hookup wire 

Coaxial cable RG-58A/U 
2-lead shielded cable 
Sleeving 


Cabinet 
Chassis 
Front panel 


Band F oscillator coil 
Rubber grommet 
Line cord strain relief 
Dial pointer assembly 
Alignment tool blade 
Cable clamp 

Handle 

Alligator clip 

Pilot lamp jewel 
Pointer knob 

Large knob 

Coil alignment tool 
Plastic nut starter 


Parts Order Form 

Blue and white label 
Manual (See front cover for 
part number.) 

Solder 
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TROUBLESHOOTING CHART 


DIFFICULTY POSSIBLE CAUSE 


Pilot lamp and tubes do 1, 
not light, 


No RF output signal, 


No modulation present on 
RF output signal, 


No B+ voltage, 


Open on-off switch, 
Faulty power transformer, 


Check tubes V1 and V2, 
Shorted or open output cable, 


Check tube V2, 
Check wiring of tube socket V2, 
Check wiring of modulation switch 


Check diode D1, 
Check resistor R17, capacitor C25A, and 
capacitor C25B, 
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RF OUTPUT SIGNAL 


Brequeucy ia0RC, . 4/65 « o's 


Frequency Accuracy, ..... 


Output Impedance, ......- 


Internal Modulation, ..... 


External Modulation, ..... 


AF OUTPUT SIGNAL 


BUOY. a2. on as a ee 


PmmpuL © VOUALC...6 <5 eaters <0 


GENERAL 


Front Panel Controls. ..... 


Tube Complement, ....ee-6 


Power Requirements, .... 


Cabinet Dimensions, ..... 


DREW OCISTITe 5 6s pc es 0 0b 0 


SPECIFICATIONS 


100 ke to 110 mc in six bands (bands A through 
F), ; 

100 mc to 220 mc (additional band of calibrated 
harmonics), 


+2%,. 


50 ohms, 


400 cps (30% modulation), 


3 volt signal input for 30% modulation, 


400 cps, 


10 volts (open circuit), 


Variable Frequency control, 

Band switch, 

Fine Attenuator control, 

Coarse Attenuator switch, 

External Modulation or AF Output control, 
Modulation switch, 


12AT7 RF oscillator, 
6AN8 amplifier and modulator, 


105 to 125 volts AC, 50/60 cps, 15 watts, 


6-1/2" wide x 9-1/2" high x 5" deep, 


4-1/2 lbs, 


The Heath Company reserves the right to discontinue 
products and to change specifications at any time without 
incurring any obligation to incorporate new features in 


products previously sold. 
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SPECIFICATIONS 


RF OUTPUT SIGNAL 
Frequency Range, eoeeeveveeeveeeeeeee eee 100 ke to 110 mc in six bands (bands A through 
a 


100 mc to 220 mc (additional band of calibrated 
harmonics), 


PERC CUSNG Ys ACQULACY payee pega ee rN NTS 8G +2%. 


SeewAL “TINDAOONCE, “cs bons wie preiace #se.elths ¢ 9 50 ohms, 


OAS TR A PDE 0 le i ig Pe 400 cps (30% modulation), 


Maternal Modulation, . : . . vs scene efewie'> « ole 3 volt signal input for 30% modulation, 


AF OUTPUT SIGNAL 


Frequency, . a) 8 2s 2 8 ¢ 2 82.8 8 * 2 8.84 29 8 8.2 8. 29 8 400 cps, 


PATER MOAR CS. once sTldte eoetuinne> sloatss « o> 10 volts (open circuit), 


GENERAL 


eee ane. COnrols, ,..ccsvnesecvescuve ¢ Variable Frequency control, 

Band switch, 

Fine Attenuator control, 

Coarse Attenuator switch, 

External Modulation or AF Output control, 
Modulation switch, 


See wOMIPleMent, 4. oh ss be we 6s 6 eee 0 8 12AT7 RF oscillator, 

6AN8 amplifier and modulator, 
Rewer, MCGUITEMEONUS, 465 4 ee ede sc esees 105 to 125 volts AC, 50/60 cps, 15 watts, 
Cabinet Dimensions, eceoeoeceveveseeeeve ee ee @ | 6=172" wide x 9.1/2" high x 5' deep. 


PAO IE ein bie ee be) SSA 4 08 6 0b 8 866 4-1/2 lbs, 


The Heath Company reserves the mght to discontinue 
products and to change specifications at any time without 
incurring any obligation to incorporate new features in 
products previously sold. 
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TROUBLESHOOTING CHART 


DIFFICULTY POSSIBLE CAUSE 


Pilot lamp and tubes do 1, Open on-off switch, 
not light, Faulty power transformer, 


No RF output signal, Check tubes V1 and V2, 
Shorted or open output cable, 


No modulation present on Check tube V2, 
RF output signal, Check wiring of tube socket V2, 
Check wiring of modulation switch S3, 


No B+ voltage, Check diode D1, 
Check resistor R17, capacitor C25A, and 
capacitor C25B, 


es a 


SPECIFICATIONS a 


RF OUTPUT SIGNAL 
EUCRG MAIN Tar ay gig idie.éve.6 «0.606 fe kare ¢ ae ke to 110 mc in six bands (bands A through 
ie Peg: 


100 mc to 220 mc (additional band of calibrated 
harmonics), 


BP COULT CT CACCULACY ocinghang ong pesertr eee ek +2%. 


BREET UIB TIC 8 ce oT ee ce ale 50 ohms, 


SPRL DAOC ALOT ee Cote en Pe Fr 400 cps (30% modulation), 


Brera Moculation. . os cur aire wtaiaibi bo 0's 3 volt signal input for 30% modulation, 


AF OUTPUT SIGNAL 


Frequency, . oo @eeesees#seeteeoceee#e#8*#ee3snstseeeeee#e 400 cps, 


UM EA OS Layee ack unl pid es ude a. 00, Ss 10 volts (open circuit), 


GENERAL 


Meee rane! Controls, 3.6 ses et ele tcee « Variable Frequency control, 

Band switch, 

Fine Attenuator control, 

Coarse Attenuator switch, 

External Modulation or AF Output control, 
Modulation switch, 


Tube Complement, seeeseeeoeeseeses#sneoeesenseve#8testeeee @ 12AT7 RF oscillator, 

6AN8 amplifier and modulator, 
Peemroe OUtIFeMenis.e. oo. 4 se bec 0 doe 00% 105 to 125 volts AC, 50/60 cps, 15 watts, 
Beret Dimensions on. 55: cie wie cia e'sie dale eh 6-1/2" wide x 9-1/2" high x 5" deep, 


BEMEEEV IONIC... Aa eMe ee eo 6 ehele si cbe ea 0 6.0 .6.% 4.1/2 lbs, 


The Heath Company reserves the right to discontinue 
products and to change specifications at any time without 
incurring any obligation to incorporate new features in 
products previously sold. 
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TROUBLESHOOTING CHART 


Pilot lamp and tubes do 
not light, 


No RF output signal, 


No modulation present on 
RF output signal, 


No B+ voltage, 


-DIFFICULTY POSSIBLE CAUSE 


Open on-off switch, 
Faulty power transformer, 


Check tubes V1 and V2, 
Shorted or open output cable, 


Check tube V2, 
Check wiring of tube socket V2, 
Check wiring of modulation switch 


Check diode D1, 
Check resistor R17, capacitor C25A, and 
capacitor C25B, 
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Dear Customer: 
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The Heathkit electronic product you have purchased is one of the best performing electronic products in the 
world. 


& 


Here’s how we aim to keep it that way: 


ra 
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Your Heathkit Warranty 


During your first 90 days of ownership, any parts which we find are defective, either in materials or 
workmanship, will be replaced or repaired free of charge. And we’ll pay shipping charges to get those parts to 
you — anywhere in the world. 


OS 


If we determine a defective part has caused your Heathkit electronic product to need other repair, through no 
fault of yours, we will service it free — at the factory, at any retail Heathkit Electronic Center, or through any of 
our authorized overseas distributors. 


7, 


This protection is exclusively yours as the original purchaser. Naturally, it doesn’t cover damage by use of 
acid-core solder, incorrect assembly, misuse, fire, flood or acts of God. But, it does insure the performance of 
your Heathkit electronic product anywhere in the world — for most any other reason. 
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After-Warranty Service 
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What happens after warranty? We won’t let you down. if your Heathkit electronic product needs repairs or you 
need a part, just write or call the factory, your nearest retait Heathkit Electronic Center, or any Heath 
authorized overseas distributor. We maintain an inventory of replacement parts for each Heathkit model at most 
locations — even for many models that no longer appear in our current product line-up. Repair service and 
technical consultation are available through all locations. 
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v 


We hope you’ll never need our repair or replacement services, but it’s nice to know you’re protected anyway — 
and that cheerful help is nearby. 


Sincerely, 


HEATH COMPANY 
Benton Harbor, Michigan 49022 
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INTRODUCTION 


The Heathkit Model IG-102 RF Signal Gen- 
erator is an accurate and stable source of 
modulated or unmodulated RF (radio frequency) 
signals, Six over-lapping bands provide a wide 
range of frequencies for use in the AM, FM, 
TV, LW, and SW broadcast bands, 


The RF frequency is indicated on a large dial 
scale that is accurate and easy to read, Switch- 
type and continuously variable attenuators are 
used to obtain output signal levels that are 
suitable for most applications, 


A built-in audio oscillator provides modulation 
for the RF signal, and serves as a convenient 
source of audio signal, The RF may also be 
modulated by an external audio signal, 


To insure greater accuracy of the RF fre- 
quencies, the bandswitch and coil assembly has 
been assembled and adjusted to precision 
standards at the factory, The completed Signal 
Generator can be calibrated without the need 
of expensive calibration equipment, 


CONSTRUCTION NOTES 


This manual is supplied to assist you in every 
way to complete your kit with the least possible 
chance for error, The arrangement shown is 
the result of extensive experimentation and 
trial, If followed carefully, the result will be 
highly stable and dependable performance, We 
suggest that you retain the manual in your 
files for future reference, both in the use of 
the equipment and for its maintenance, 


UNPACK THE KIT CAREFULLY AND CHECK 
EACH PART AGAINST THE PARTS LIST, In so 
doing, you will become acquainted with the 
parts, Refer to the information on the inside 
covers of the manual to help you identify 
the components, If some shortage or parts 
damage is found in checking the Parts List, 
please read the Replacements section and sup- 
ply the information called for therein, 


Resistors generally have a tolerance rating of 
10% unless otherwise stated in the Parts List, 
Tolerances on capacitors are generally even 
greater, Limits of +100% and -20% are common 
for electrolytic capacitors, 


We suggest that you do the following before work 
is started: 


1, Lay out all parts so that they are readily 
- available, 

2. Provide yourself with good quality tools, 
Basic tool requirements consist of ascrew- 
driver with a 1/4" blade; a small screw- 
driver with a 1/8" blade; long-nose pliers; 
wire cutters, preferably separate diagonal 
cutters; a penknife or a tool for stripping 
insulation from wires; and a soldering iron 
(or gun). A set of nut drivers, while not 
necessary, will aid extensively in construc- 
tion of the kit, 
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Most kit builders find it helpful to separate the 
various parts into convenient categories, Muffin 
tins or molded egg cartons make convenient 
trays for small parts, Resistors and capac- 
itors may be placed with their lead ends in- 
serted in the edge of a piece of corrugated 


cardboard until they are needed, Values can 
be written on the cardboard next to each 
component, The illustration shows one method 
that may be used, 


PARTS LIST 


The key numbers in the Parts List correspond to the numbers 
on the Parts Pictorial (fold-out from Page 5) to aid in parts 
identification. Disregard any numbers that are not on the 
Parts List when more than one number is on any package or 


To order replacement parts, refer to the Replacement Parts 
Price List and use the Parts Order Form furnished with this 
kit. If a Parts Order Form is nit available, refer to 
‘Replacement Parts” inside the rear cover of the Manual. 


part in this kit. 


KEY PART PARTS DESCRIPTION KEY PART PARTS DESCRIPTION 
No. _No. Per Kit No. No. Per Kit 
RESISTORS Mylar* 
5 27-104 1 .0047 ufd 
1/2 Watt > 
1 1-1 2 47 Q (yellow-violet-black) 
1-48 1 390 Q (orange-white-brown) Other 
1-7 3 680 Q2 (blue-gray-brown) ; 
1-16 1 4700 Q (yellow-violet-red) 6 28-1 I 2.2 uuf molded phenolic 
1-24 3 33 KQ (orange-orange- (red-red-white) 
orange) 7 21-29 1 4.7 wpe N750 tubular ceramic 
1-47 1 56 KQ (green-blue-orange) 8 20-99 I 22 put mica 
1-26 3 100 KQ. (brown-black-yellow) 20-101 1 47 up mica 
9 25-206 1 20-20 ufd electrolytic 
10 31-8 1 1-10 uyf trimmer 
1 Watt 11 26-57 1 Dual tuning 
2 1-23-1 1 2200 Q (red-red-red) 
CONTROLS- TRANSFORMERS-SWITCHES 
CAPACITORS 12641027 l 3000 Q control 
Disc Ceramic 19-11 1 100 KQ control with SPST 
switch 
3 21-32 : Maan J o1-44 1 Oscillator transformer 
21-140 - 4 a 94-92-24 1 Power transformer 
21-27 1 005 utd 13 63-70 1 3-position rotary switch 
21-16 4 01 fd 63-211 1 2-position rotary switch 
21-31 3 02 ufd 163-7 1 Band switch and coil 
21-70 2 01 pfd/1.4 KV assembly 
Tubular 
4 23-50 1 022 fd 
23-59 1 05 pfd * DuPont Registered Trademark 
23-28 1 .1 ufd 
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PARTS 
Per Kit 


KEY PART 
No. No. 


RECTIFIER-TUBES-LAMP 


14. 57-27 1 
411-24 1 
411-68 1 
412-1 1 


TERMINAL STRIPS 


15 431-10 2 
431-40 2 
431-11 1 


CONNECTORS-SOCKETS 


16 432-1 1 
17 432-3 2 
18 434-77 2 

434-87 1 


HARDWARE 


19 250-49 
20 250-7 
21 250-56 
22 250-89 
23 250-83 
24 250-16 
25 250-43 
26 250-22 
at. 202-1 
28 = 252-3 
29 252-37 
30 252-7 
31 252-22 
32 254-1 
33 254-4 
34 254-10 
39 2959-1 
36 6259-10 


—_ 


el — 
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DESCRIPTION 


Silicon diode 
12AT7 tube 
6ANB8 tube 
#47 lamp 


3-lug terminal strip 
4-lug terminal strip 
5-lug terminal strip 


Cable connector 

Chassis connector 
9-pin tube socket 
Pilot lamp socket 


3-48 x 1/4” screw 
6-32 x 3/16” screw 
6-32 x 1/4” screw 
6-32 x 3/8” screw 
#10 sheet metal screw 
8-32 x 3/16” setscrew 
8-32 x 1/4” setscrew 
8-32 x 7/16” setscrew 
3-48 nut 

6-32 nut 

9/32-32 x 3/8” nut 
Control nut 

Speednut 

#6 lockwasher 
Control lockwasher 
Control flat washer 
#6 solder lug 


Control solder lug 


KEY PART 


No. No. 


PARTS 
Per Kit 


WIRE-CABLE-SLEEVING 


89-1 
340-2 
344-59 
343-2 
347-3 
346-1 


Pee 


METAL PARTS 


90-253 1 
200-442 1 
203-180-2 1 


MISCELLANEOUS 


37 40-193 
38 73-1 
39 75-71 
40 100-10 
41 205-254 
42 207-4 
211-15 
260-1 
43 413-4 
462-187 
462-140 
44 490-1 
45 490-5 
597-260 
391-34 
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DESCRIPTION 


Line cord 

Bare wire 

Hookup wire 

Coaxial cable RG-58A/U 
2-lead shielded cable 
Sleeving 


Cabinet 
Chassis 


Front panel 


Band F oscillator coil 
Rubber grommet 
Line cord strain relief 
Dial pointer assembly 
Alignment tool blade 
Cable clamp 

Handle 

Alligator clip 

Pilot lamp jewel 
Pointer knob 

Large knob 

Coil alignment tool 
Plastic nut starter 
Parts Order Form 
Blue and white label 
Manual (See front cover for 
part number.) 

Solder 
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KEY PART PARTS DESCRIPTION KEY PART PARTS DESCRIPTION 
No. No. Per Kit Now Nos: Per Kit ; 
RECTIFIER-TUBES-LAMP WIRE-CABLE-SLEEVING 
14. 57-27 ] Silicon diode 89-1 1 Line cord 
411-24 1 12AT7 tube 340-2 1 Bare wire 
411-68 1 6AN8 tube 344-59 1 Hookup wire 
412-1 1 #47 lamp 343-2 1 Coaxial cable RG-58A/U 
347-3 1 2-lead shielded cable 
TERMINAL STRIPS 346-1 1 Sleeving 
15 431-10 2 3-lug terminal strip METAL PARTS 
431-40 2 4-lug terminal strip 
431-11 1 5-lug terminal strip 90-253 1 Cabinet 
200-442 1 Chassis 
CONNECTORS-SOCKETS 203-180-2 1 Front panel 
16 432-1 i Cable connector MISCELLANEOUS 
17 432-3 pA Chassis connector 
18 434-77 2 9-pin tube socket 37 40-193 1 Band F oscillator coil 
434-87 1 Pilot lamp socket 3D, tack 5) Rubber grommet 
39... Tost 1 Line cord strain relief 
HARDWARE 40 100-10 ] Dial pointer assembly 
41 205-254 1 Alignment tool blade 
19 250-49 4 3-48 x 1/4” screw 42 207-4 2 Cable clamp 
20 250-7 ao 6-32 x 3/16” screw 211-15 1 Handle 
21 250-56 13 6-32 x 1/4” screw 260-1 2 Alligator clip 
22 250-89 4 6-32 x 3/8” screw 43. 413-4 1 Pilot lamp jewel 
23 250-83 2 #10 sheet metal screw 462-187 5 Pointer knob 
24 250-16 ] 8-32 x 3/16” setscrew © 462-140 1 Large knob 
25 250-43 3 8-32 x 1/4” setscrew 44 490-1 1 Coil alignment tool 
26 250-22 1 8-32 x 7/16” setscrew 45 490-5 1 Plastic nut starter 
27 252-1 4 3-48 nut 597-260 1 Parts Order Form 
28 252-3 LS 6-32 nut 391-34 1 Blue and white label 
29 252-37 1 9/32-32 x 3/8” nut 1 Manual (See front cover for 
30. 252-7 5 Control nut part number.) 
31 252-22 2 Speednut Solder 
32 254-1 18 #6 lockwasher 
33 254-4 vé Control lockwasher 
34 254-10 5 Control flat washer 
35 259-1 a #6 solder lug 
36 0 ©6259-10 2 Control solder lug 
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PROPER SOLDERING TECHNIQUES 


Only a small percentage of customers find it 
necessary to return equipment for factory 
service, By far the largest portion of mal- 
functions in this equipment are due to poor 
or improper soldering, 


If terminals are bright and clean and free of wax, 
frayed insulation and other foreign substances, 
no difficulty will be experienced in soldering, 
Correctly soldered connections are essential if 
the performance engineered into a kit is to be 
fully realized, If you are a beginner with no 
experience in soldering, a half hour's practice 
with some odd lengths of wire may be a worth- 
while investment, 


For most wiring, a 25 to 100 watt iron or its 
equivalent ina soldering gun is very satisfactory, 
A lower wattage iron than this may not heat the 
connection enough to flow the solder smoothly, 
Keep the iron tip clean by wiping it from time 
to time with a cloth, 


CHASSIS WIRING AND SOLDERING 


1, Unless otherwise indicated, all wire used 
is the type with colored insulation (hookup 
wire), In preparing a length of hookup wire, 
1/4" of insulation should be removed from 
each end unless directed otherwise in the 
assembly step, 


2. To avoid breaking internal connections when 
stripping insulation from the leads of trans- 
formers or similar components, care should 
be taken not to pull directly on the lead, In- 
stead, hold the lead with pliers while it is 
being stripped, 


3. Leads on resistors, capacitors, andsimilar 
components are generally much longer than 
need be to make the required connections, 
In these cases, the leads should be cut to 
proper length before the par* is installed, 
In general, the leads should be just long 
enough to reach their terminating points, 


4, 


Wherever there isa possibility of bare leads 
shorting to other parts or to the chassis, the 
leads should be covered with insulating 
sleeving, Where the use of sleeving is spe- 
cifically intended, the phrase "use sleeving" 
is included in the associated assembly 
step, In any case where there is the pos- 
sibility of an unintentional short circuit, 
sleeving should be used, Extra sleeving is 
provided for this purpose, 


Crimp or bend the 
lead (or leads) a- 
round the terminal 
to form a good joint 
without relying on 
solder for physical 
strength, If the lead 
is too large toallow 
bending or if the step 
states that it is not 
to be crimped, po- 
sition it so that a 
good solder con- 
nection can still be 
made, 


Position the work, if possible, so that gravity 
will help to keep the solder where you want 
it. 


Place a flat side of 
the soldering iron 
tip against the joint 
to be soldered until 
it is heated suffic- 
iently to melt the 
solder, 
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8, Then place the solder against the connection 
and it will immediately flow over the joint; 
use only enough solder to thoroughly wet the 
junction, It is usually not necessary to fill 
the entire hole in the terminal with solder, 


9, Remove the solder and then the iron from 
the completed joint, Use care not to move 
the leads until the solder is solidified, 


Geqgreatruxir 


A poor or cold solder joint will usually look 
crystalline and have a grainy texture, or the 
solder will stand up in a blob and will not have 
adhered to the joint, Such joints should be re- 
heated until the solder flows smoothly, In 
some cases, it may be necessary to add a 
little more solder to achieve a smooth, bright 
appearance, 


ROSIN CORE SOLDER HAS BEEN SUPPLIED 
WITH THIS KIT. THIS TYPE OF SOLDER 
MUST BE USED FOR ALL SOLDERING IN 
THIS KIT. ALL GUARANTEES ARE VOIDED 
AND WE WILL NOT REPAIR OR SERVICE 


EQUIPMENT IN WHICH ACID CORE SOLDER 
OR PASTE FLUXES HAVE BEEN USED. IF 
ADDITIONAL SOLDER IS NEEDED, BE SURE 
TO PURCHASE ROSIN CORE (60:40 or 50:50 
TIN-LEAD CONTENT) RADIO TYPE SOLDER. 


STEP-BY-STEP PROCEDURE 


The following instructions are presented in a 
logical step-by-step sequence to enable you to 
complete your kit with the least possible con- 
fusion, Be sure to read each step all the way 
through before beginning the specified operation, 
Also read several steps ahead of the actual step 
being performed, This will familiarize you with 
the relationship of the subsequent operations, 
When the step is completed, check it off in the 
space provided, This is particularly important 
as it may prevent errors or omissions, espe- 
cially if your work is interrupted, Some kit 
builders have also found it helpful to mark each 
wire and part in colored pencil on the Pictorial 
as it is added, 


* 


ILLUSTRATIONS 


The fold-out diagrams in this manual may be 
removed and attached to the wall above your 
working area; but because they are an integral 
part of the instructions, they should be returned 
to the manual after the kit is completed, 


In general, the illustrations in this manual 
correspond to the actual configuration of the 
kit; however, in some instances the illustra- 
tions may be slightly distorted to facilitate 
clearly showing all of the parts, 


SOLDERING 


The abbreviation "NS" indicates that a con- 
nection should not be soldered yet as other 
wires will be added, When the last wire is 
installed, the terminal should be soldered and 
the abbreviation "'S' is used to indicate this, Note 
that a number will appear after each solder 
instruction, This number indicates the number of 
leads that are supposed to be connected to the 
terminal in point before it is soldered, For 
example, if the instruction reads, ''Connect a 
wire to lug 1 (S-2),"' it will be understood that 
there will be two wires connected to the terminal 
at the time it is soldered, (Incases where a wire 
passes through a terminal or lug and then con- 
nects to another point, it will count as two wires, 
one entering and one leaving the terminal,) 
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STEP-BY-STEP ASSEMBLY 


CHASSIS PARTS MOUNTING 
Refer to Pictorial 1 for the following steps, 


cate the chassis and position it as 
shown, 


(71 Install the five rubber grommets at HA, 
HB, HC, HD, and HE, 


(7% Install the two speednuts on the rear 
flange of the chassis, Be sure the flat 
side of each speednut is on the outside 
of the chassis as shown, 


NOTE: A plastic nut starter is provided for 
your convenience, Refer to the inside front 
cover of this Manual for information on its 
use, 


(W Refer to Detail 1A and mount the two 
9-pin tube sockets at V1 and V2, Use 3-48 
x 1/4" screws and 3-48 nuts, Position the 
blank space of the tube sockets as shown by 
the arrows on Pictorial 1, 


BH 2-48 NUT 


go SCREW 


Detail 1A 


Terminal strips will be mounted in the next 
five steps, Refer to Detail 1B and use a 
6-32 x 1/4" screw, two #6 lockwashers, anda 
6-32 nut to mount each terminal strip, Also, 
position the terminal strips as shown in the 
Pictorial, 


Bp s-32 NUT 


#6 LOCKWASHER 


ie SCREW 


Detail 1B 


(“) 3-lug terminal strip at C, 
(“) 3-lug terminal strip at D, 
(yy) 4-lug terminal strip at B, 
(.) 4-lug terminal strip at L, 


(\) 5-lug terminal strip at S, 


In the following steps, when the instructions 
call for using 6-32 hardware, use a 6-32 x 
1/4" screw, #6 lockwasher, and 6-32 nut, 
When a #6 solder lug is used, the #6 lock- 
washer will not be used, 


(“) Install a #6 solder lug on the bottom side 
of the chassis at A, Use 6-32 hardware, 


~ ) Similarly, install #6 solder lugs at J and 
P using 6-32 hardware, 


( ) Install a #6 solder lug on the top side of 
the chassis at T, Use 6-32 hardware and 
position it as shown in Pictorial 1, 
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8, Then place the solder against the connection 
and it will immediately flow over the joint; 
use only enough solder to thoroughly wet the 
junction, It is usually not necessary to fill 
the entire hole in the terminal with solder, 


9, Remove the solder and then the iron from 
the completed joint, Use care not to move 
the leads until the solder is solidified, 


A poor or cold solder joint will usually look 
crystalline and have a grainy texture, or the 
solder will stand up in a blob and will not have 
adhered to the joint, Such joints should be re- 
heated until the solder flows smoothly, In 
some cases, it may be necessary to add a 
little more solder to achieve a smooth, bright 
appearance, 


ROSIN CORE SOLDER HAS BEEN SUPPLIED 
WITH THIS KIT. THIS TYPE OF SOLDER 
MUST BE USED FOR ALL SOLDERING IN 
THIS KIT. ALL GUARANTEES ARE VOIDED 
AND WE WILL NOT REPAIR OR SERVICE 


EQUIPMENT IN WHICH ACID CORE SOLDER 
OR PASTE FLUXES HAVE BEEN USED. IF 
ADDITIONAL SOLDER IS NEEDED, BE SURE 
TO PURCHASE ROSIN CORE (60:40 or 50:50 
TIN-LEAD CONTENT) RADIO TYPE SOLDER. 


STEP-BY-STEP PROCEDURE 


The following instructions are presented in a 
logical step-by-step sequence to enable you to 
complete your kit with the least possible con- 
fusion, Be sure to read each step all the way 
through before beginning the specified operation, 
Also read several steps ahead of the actual step 
being performed, This will familiarize you with 
the relationship of the subsequent operations, 
When the step is completed, check it off in the 
space provided, This is particularly important 
as it may prevent errors or omissions, espe- 
cially if your work is interrupted, Some kit 
builders have also found it helpful to mark each 
wire and part in colored pencil on the Pictorial 
as it is added, 


- 


ILLUSTRA TIONS 


The fold-out diagrams in this manual may be 
removed and attached to the wall above your 
working area; but because they are an integral 
part of the instructions, they should be returned 
to the manual after the kit is completed, 


In general, the illustrations in this manual 
correspond to the actual configuration of the 
kit; however, in some instances the illustra- 
tions may be slightly distorted to facilitate 
clearly showing all of the parts, 


SOLDERING 


The abbreviation ''NS" indicates that a con- 
nection should not be soldered yet as other 
wires will be added, When the last wire is 
installed, the terminal should be soldered and 
the abbreviation ''S"' is used to indicate this, Note 
that a number will appear after each solder 
instruction, This number indicates the number of 
leads that are supposed to be connected to the 
terminal in point before it is soldered, For 
example, if the instruction reads, ''Connect a 
wire to lug 1 (S-2),"' it will be understood that 
there will be two wires connected to the terminal 
at the time it is soldered, (Incases where a wire 
passes through a terminal or lug and then con- 
nects to another point, it will count as two wires, 
one entering and one leaving the terminal.) 
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STEP-BY-STEP ASSEMBLY 


CHASSIS PARTS MOUNTING 
Refer to Pictorial 1 for the following steps, 


cate the chassis and position it as 
shown, 


(71 Install the five rubber grommets at HA, 
HB, HC, HD, and HE, 


(7% Install the two speednuts on the rear 
flange of the chassis, Be sure the flat 
side of each speednut is on the outside 
of the chassis as shown, 


NOTE: A plastic nut starter is provided for 
your convenience, Refer to the inside front 
cover of this Manual for information on its 
use, 


(W Refer to Detail 1A and mount the two 
9-pin tube sockets at V1 and V2, Use 3-48 
x 1/4" screws and 3-48 nuts, Position the 
blank space of the tube sockets as shown by 
the arrows on Pictorial 1, 


fe NUT 


Bove SCREW 


Detail 1A 


Terminal strips will be mounted in the next 
five steps, Refer to Detail 1B and use a 
6-32 x 1/4" screw, two #6 lockwashers, anda 
6-32 nut to mount each terminal strip, Also, 
position the terminal strips as shown in the 
Pictorial, 


&°- 32 NUT 


#6 LOCKWASHER 


(ele SCREW 


Detail 1B 


(“) 3-lug terminal strip at C, 
(/) 3-lug terminal strip at D, 
(,\y) 4-lug terminal strip at B, 
(.) 4-lug terminal strip at L, 


(\) 5-lug terminal strip at S, 


In the following steps, when the instructions 
call for using 6-32 hardware, use a 6-32 x 
1/4" screw, #6 lockwasher, and 6-32 nut, 
When a #6 solder lug is used, the #6 lock- 
washer will not be used, 


(“) Install a #6 solder lug on the bottom side 
of the chassis at A, Use 6-32 hardware, 


A Similarly, install #6 solder lugs at J and 
P using 6-32 hardware, 


(/ ) Install a #6 solder lug on the top side of 
the chassis at T, Use 6-32 hardware and 
position it as shown in Pictorial 1, 


Page 8 [eg eearnerr) HEATHEIT 


LOCATING “2 SLOT : / a 


TAB TABS 


Detail 1D 


6-32x1/4" SCRE 3 


Detail 1C CONTROL NUT 


/ CONTROL 
/) Refer to Detail 1C and mount the oscillator as i I 


transformer (#51-44) on the top side of the 
chassis at F, Use 6-32 hardware and install 
a #6 solder lug at E onthe bottom side of the 
chassis,- Position the transformer as shown 
and insert the three leads through grommet 
HB, 


CONTROL 


f LOCKWASHER 
(“) Refer to Detail 1D and mount the 1-10 puf 
trimmer capacitor at K, Place the locating 
tab in the slot, as shown, and press down 
until both retaining tabs snap into place, 
Detail 1E 


FRONT PANEL MOUNTING 


(/) Locate the front panel, Position the panel so 
that the largest hole in the panel is in line cCaonTaoL 
with the hole at FB on the front flange of NUT — 
the chassis, CONTROL ©) 
: FLAT marys 

(<) Mount the front panel on the chassis by A 
mounting the 100 KQ control with SPST 
switch (#19-11) at FC, Refer to Detail 1E 
and use a control lockwasher, control flat 
washer, and control nut, Position the con- 
trol as shown and do not tighten the control 
nut, 


CONTROL 
SOLDER LUG 


( .) Refer to Detail 1F and mount the 2-position 
rotary switch (#63-211) at FE, Useacontrol 
solder lug, control flat washer, and control 
nut, Position the control solder lug and the 
switch as shown, Do not tighten the control Detail 1F 
nut, 
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CHASSIS 
CONNECTOR 


LOCKWASH 


‘Detail 1G 


WW) Refer to Detail 1G and mount a chassis connector at 
FF. Use a control lockwasher and the nut supplied with 
the connector. Discard the solder lug supplied with the 
connector. 


A Similarly, mount the remaining chassis connector at 
FG. 


(W Now tighten the control nuts on the control at FC and 
the switch at FE. 


(ry Refer to Detail 1H and mount the pilot lamp socket at 
~ FA. Position the socket as shown and use the pilot 
‘lamp jewel and a 9/32-32 x 3/8” nut. 


(jf) Install the #47 lamp in the pilot lamp socket. 


A: Refer to Detail 1J and cut the power transformer 
(#54-92-24) leads to the lengths as shown, Do not 
shorten one of the yellow leads. Measure the leads from 

__,the bottom edge of the transformer as shown. 


(7) Remove 1/4” of insulation from the end of each 
transformer lead. Then melt a small amount of solder 
on the end of each exposed lead to hold the wire 
strands together. 


PILOT LAMP JEWEL 


as 


Detail 1H 


! 


YELLOW DO 
NOT CUT 


YELLOW 4" 


BEKr3=17/2” 


Pr aepe LK 1-1/2" 


MEASURE ALL LEADS 
FROM BOTTOM EDGE 
OF TRANSFORMER 


Detail 1J 
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(’) Mount the 3000 @ control (#10-27) at FJus- 


v) 


FRONT PANEL PARTS MOUNTING AND WIRING 


3 6-32 NUT 


#6 LOCKWASHER 


6-32x1/4" SCREW 


Detail 1K 


Refer to Detail 1K and mount the power 
transformer at N, Position the transformer 
with the two black leads toward terminal 
strip S, Use 6-32 hardware, 


Refer to Pictorial 2 for the following steps, 


(/f) 


Turn the chassis and front panel assembly 
over and position it as shown in the Pic- 
torial, 


Refer to Detail 2A and mount the 3-position 
rotary switch (#63-70) at FH, Use acontrol 
lockwasher, control solder lug, control flat 
washer, and a control nut, Position the 
switch and control solder lug as shown in 
the Pictorial, 


ing two control lockwashers, a control flat 
washer, and a control nut, Position the con- 
trol as shown, 


Precut the following lengths of hookup and bare 
wire, Remove 1/4" of insulation from the ends 
of each length of hookup wire, Do not use the 
shielded or coaxial cable unless it is specif- 
ically called for, The wirés are listed in the 
sequence that they will be used, 


( / ) Prepare the following lengths of wire, 


«/) 


( / 


2-1/2" hookup wire 
5-1/2" hookup wire 
2-3/4" bare wire 


Connect a 2-1/2" wire from lug 8 of switch 
FH (S-1) to lug 2 of control FJ (S-1), 


Connect one end of a 5-1/2" wire to lug 1 
of control FJ (S-1), Insert the other end of 
the wire through grommet HC to be con- 
nected later, 


Connect a 2-3/4" bare wire from lug 3 of 
control FJ (S-1), around the control solder 
lug at switch FH (S-2), to lug 5 of switch 
FH (NS), 


CONTROL NUT 


CONTROL 
FLAT WASHER 


CONTROL 
LOCKWASHER 


CONTROL 
SOLDER LUG 


Detail 2A 
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20-20, fd 


PICTORIAL 2 


CAUTION: Do not use a .01 yfd disc capacitor with the 1.4 
KV rating until it is specifically called for. 


(AF Place a 3/4" length of sleeving on one lead 
of a .01 pfiddisc ceramic capacitor, and con- 
nect this lead to the eyelet in chassis con- 
nector FG (S-1), After soldering, cut off any 
excess lead at the eyelet and position the 
capacitor in the chassis cutout as shown, 


( L¥ Connect the other lead of this capacitor 
to lug 1 of switch FH (NS), This lead should 
be as short and direct as possible, 


NOTE: All resistors used in the following steps 
are 1/2 watt unless specified otherwise in the 
step, 


(“) Connect a 47 Q (yellow-violet-black) re- 
sistor between lugs 1 (NS) and 5 (NS) of 
switch FH, 


(Vv) Connect a 47 Q (yellow-violet-black) re- 
sistor between lugs 11 (NS) and 5 (S-3) of 
switch FH, 


(“Y Connect a 680 Q (blue-gray-brown) resistor 
between lugs 1 (S-3) and 11 (NS) of switch 
FH, 


(A Connect a 680 2 (blue-gray-brown) resistor 
between lugs 11 (S-3) and 9 (S-1) of switch 
FH, 


r 


() Place a 1" length of sleeving on one posi- 
tive (+) lead of the 20-20 fd electrolytic ca- 


pacitor, 


at Place a 2" length of sleeving on the other 
positive (+) lead of this capacitor, 


/ 


jf 
(¥) Insert both positive leads of the 20-20 ufd 
electrolytic capacitor through grommet HE 
to be connected later, Corinect the negative 
(-) lead of the capacitor to solder lug T 
(S-1). 
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CHASSIS WIRING 


Refer to Pictorial 3 (fold-out from Page 13) for 
the following. steps, 


(\) Position the chassis as shown in the Pic- 
torial, 


The oscillator transformer leads coming through 
grommet HB will be connected in the next three 
steps, 

(¥ Fellow to lug 3 of tube socket V2 (NS), 
(VY Black to lug 2 of terminal strip C (NS), 
(Red to lug 1 of terminal strip C (NS), 


The leads coming from power transformer N 
will be connected in the next six steps, 


(\/)) Short black to lug 5 of terminal strip S 
(NS). 


() Other black to lug 2 of terminal strip S 
(NS). 


(v) Longer yellow to lug 5 of tube socket V1 
(NS). 


~~ 
~— 


Other yellow to lug 3 of terminal strip S 
(NS). 


(\,) Either red to lug 2 of terminal strip L (NS), 
(,./) Other red to lug 3 of terminal strip L (S-1), 
The free leads of the 20-20 fd electrolytic ca- 
pacitor coming through grommet HE, will be 


connected in the next two steps, 


(.y Lead with the longer length of sleeving to 
lug 4 of terminal strip L (NS), 


(\’) The other lead to lug 1 of terminal strip L 
(NS), 


(\) Prepare the following lengths of hookup wire: 


3-1/2") 9-1/2" 
13" 2-3/4" 
g' yaa i es 
9" 


(poh eenniee a 3-1/2" wire from lug 1 of ter- 
minal strip B (NS) to lug 1 of terminal 
strip D (NS), 


Ne Connect a 13" wire from lug 1 of tube. 
socket V2 (NS) to lug 2 of switch FE (S-1), 


(~ Connect a 9" wire from lug 4 of tube socket 
v2 (NS) to lug 5 of tube socket V1 (NS). 
Position the wire as shown, 


(ore Connect a 2"’ wire from lug 7 of tube socket 
V2 (S-1) to lug 1 of terminal strip D (NS), 


(aA Gonribet a 9-1/2" wire from lug 1 of ter- 
minal strip D (NS) to lug 1 of terminal 
strip L (NS), 


(“) Connect a 2-3/4" wire from lug 1 of pilot 
lamp socket FA (S-1) to lug 4 of the tube 
socket V2 (S-2), 


(Connect a 2-1/2" wire from lug 3 of control 
FC (S-1) to lug 3 of switch FE (S-1), 


(\) Connect the free end of the wire coming 
through grommet HC to lug 3 of terminal 
/strip D (NS), 
ff 


(f) Precut the following lengths of bare wire: 


1-1/2" 2-1/2" 
PAR Su 


a 


( Aeecontiec: a 1-1/2" bare wire from solder lug 
E (NS) to lug 2 of pilot lamp socket FA (S-1), 


(“) Place one end of a 2" bare wire through the 
center post (NS) to lug 5 (S-1) of tube 
socket V2, Place a 3/4" length of sleeving 
on the other end of this wire and connect it 
to lug 3 of terminal strip B (NS), 


i Caen a 1" bare wire from trimmer ca- 
pacitor K (S-1) to lug 2 of tube socket V1 - 
(NS). 


(/) Place one end of a 2-1/2" bare wire through 
lug 9 (S-2) to the center post (NS) of tube 
socket V1, Connect the other end of this 
bare wire to solder lug J (NS), 
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A Connect a 3" bare wire from lug 1 of control 
FC (NS) to the control solder lug at switch 


Refer to Detail 3A and twist two 12"' wires 
together toform a twisted pair, Remove 1 /4" 
of insulation from each end of both wires, 


Detail 3A 


A. one end of this twisted pair, connect either 
wire to lug 4 (S-1) and the other wire to lug 


"sf (S-1) of control FC, 
Ay) At the other end of the twisted pair, connect 


either wire to lug 4 (NS) andthe other wire to 
lug 5 (S-2) of terminal strip S, Route the 
twisted pair as shown in Pictorial 3 and 
position it down against the chassis, 


ae Refer to Detail 3B and prepare a 16" 
length of 2-lead shielded cable, 


CUT THE CABLE ACCORDING TO THE DIMENSIONS BELOW 
AND PREPARE EACH END AS SHOWN. 


WI 


1/2" 


REMOVE THE OUTER INSULATION AND UNRAVEL 
THE OUTER SHIELD OF THIN WIRES. 


REMOVE THE INSULATION FROM THE END OF EACH LEAD. 
APPLY A SMALL AMOUNT OF SOLDER TO THE BARE END 


WA Tisett the end of the cable with the longest 
inner leads through grommet HA from the 
top side of the chassis, 


Connect the leads at this end of the 2-lead shield- 
ed cable as follows, 


(Ly Shield to solder lug A (S-1), 

(LyYellow to lug 2 of tube socket V2 (NS). 

( yyGreen to lug 3 of terminal strip C (NS). 

(Insert the other end of the 2-lead shielded 
cable through grommet HD from the top 
side of the chassis, 


Connect the leads at this end of the 2-lead shield- 
ed cable as follows, 


(\-) Shield to the control solder lug at switch 
FE (S-2), 


(\ J Yellow to lug 4 of switch FE (S-1), 


(J Green to lug 5 of switch FE (S-1). 


WA Place two cable clamps over the 2-lead 
shielded cable and secure them at X and Y 
on the top of the chassis, Refer to Detail 3C 
and use 6-32 x 3/8'' screws, #6 lockwashers, 
and 6-32 nuts, 


75 #6 LOCKWASHER 


@ 6-22 NUT 
Detail 3C 
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CHASSIS WIRING 


Refer to Pictorial 3 (fold-out from Page 13) for 
the following steps, 


(\ Position the chassis as shown in the Pic- 
torial, 


The oscillator transformer leads coming through 
grommet HB will be connected in the next three 
steps, 

(Yellow to lug 3 of tube socket V2 (NS), 
(Black to lug 2 of terminal strip C (NS), 
(\.A-Red to lug 1 of terminal strip C (NS), 


The leads coming from power transformer N 
will be connected in the next six steps, 


(\)) Short black to lug 5 of terminal strip S 
(NS). 


(\) Other black to lug 2 of terminal strip S 
(NS). 


(Y¥) Longer yellow to lug 5 of tube socket V1 
(NS). 


(" ) Other yellow to lug 3 of terminal strip S 
(NS). 


(,.) Either red to lug 2 of terminal strip L (NS), 
(,/) Other red to lug 3 of terminal strip L (S-1), 
The free leads of the 20-20 yfd electrolytic ca- 
pacitor coming through grommet HE, will be 


connected in the next two steps, 


(Ly Lead with the longer length of sleeving to 
lug 4 of terminal strip L (NS), 


(Vv) The other lead to lug 1 of terminal strip L 
(NS). 


rn 
— 
— 


UPL 9-1/2" 
1p Duo /40 
g" Sie)! 
VAL 


: Prepare the following lengths of hookup wire: 
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bihcGonneet a 3-1/2" wire from lug 1 of ter- 
minal strip B (NS) to lug 1 of terminal 
strip D (NS), 


(\ Connect a 13" wire from lug 1 of tube. 
socket V2 (NS) to lug 2 of switch FE (S-1), 


a Connect a 9" wire from lug 4 of tube socket 
v2 (NS) to lug 5 of tube socket V1 (NS), 
Position the wire as shown, 


WA ‘Connect a 2" wire from lug 7 of tube socket 
V2 (S-1) to lug 1 of terminal strip D (NS), 


(yf Conriect a 9-1/2" wire from lug 1 of ter- 
minal strip D (NS) to lug 1 of terminal 
strip L (NS), 


(4 Connect a 2-3/4" wire from lug 1 of pilot 
lamp socket FA (S-1) to lug 4 of the tube 
socket V2 (S-2), 


(Connect a 2-1/2" wire from lug 3 of control 
FC (S-1) to lug 3 of switch FE (S-1), 


(\) Connect the free end of the wire coming 
through grommet HC to lug 3 of terminal 
/strip D (NS), 


CA ) Precut the following lengths of bare wire: 


1-1/2" 2-1/2" 
PAL i fe 
}" 


( coi a 1-1/2" bare wire from solder lug 
E (NS) to lug 2 of pilot lamp socket FA (S-1), — 


(“) Place one end of a 2"' bare wire through the 
center post (NS) to lug 5 (S-1) of tube 
socket V2, Place a 3/4" length of sleeving 
on the other end of this wire and connect it 
to lug 3 of terminal strip B (NS), 


(A camel a 1'' bare wire from trimmer ca- 
pacitor K (S-1) to lug 2 of tube socket V1 
(NS). 


(/) Place one end of a 2-1/2" bare wire through 
lug 9 (S-2) to the center post (NS) of tube 
socket V1, Connect the other end of this 
bare wire to solder lug J (NS), 


Gag Hate xit 


A Connect a 3" bare wire from lug 1 of control 
FC (NS) to the control solder lug at switch 
FE (NS), 


Refer to Detail 3A and twist two 12" wires 
together toforma twisted pair, Remove 1/4" 
of insulation from each end of both wires, 


Detail 3A 


x 


A At one end of this twisted pair, connect either 
wire to lug 4 (S-1) and the other wire to lug 


V4 (S-1) of control FC, y— 
vA 
A At the other end of the twisted pair, connect 


either wire to lug 4 (NS) andthe other wire to 
lug 5 (S-2) of terminal strip S, Route the 
twisted pair as shown in Pictorial 3 and 
position it down against the chassis, 


* g Refer to Detail 3B and prepare a 16" 
length of 2-lead shielded cable, 


CUT THE CABLE ACCORDING TO THE DIMENSIONS BELOW 
AND PREPARE EACH END AS SHOWN. 


1/2" 


REMOVE THE OUTER INSULATION AND UNRAVEL 
THE OUTER SHIELD OF THIN WIRES. 


~ SEE DIMENSION 
ABOVE 


REMOVE THE INSULATION FROM THE END OF EACH LEAD. 
APPLY A SMALL AMOUNT OF SOLDER TO THE BARE END 
OF EACH LEAD. TWIST THE OUTER SHIELD. 


SOLDER _ 


Detail 3B 
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Ber thdect the end of the cable with the longest 
inner leads through grommet HA from the 
top side of the chassis, ' 


Connect the leads at this end of the 2-lead shield- 
ed cable as follows, 


(Shield to solder lug A (S-1), 

(Ly Yellow to lug 2 of tube socket V2 (NS), 

(pGreen to lug 3 of terminal strip C (NS), 

Cor tisert the other end of the 2-lead shielded 
cable through grommet HD from the top 
side of the chassis, 


Connect the leads at this end of the 2-lead shield- 
ed cable as follows, 


(/) Shield to the control solder lug at switch 
FE (S-2), : 


(\ Yellow to lug 4 of switch FE (Seb) 


( Green to lug 5 of switch FE (S-1), 


(¥) Place two cable clamps over the 2-lead 
shielded cable and secure them at X and Y 
on the top of the chassis, Refer to Detail 3C 
and use 6-32 x 3/8" screws, #6 lockwashers, 
and 6-32 nuts, 


2546 LOCKWASHER 


re) 6-32 NUT 


Detail 3C 


a 


la 


PICTORIAL 3 
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COMPONENT INSTALLATION 
Refer to Pictorial 4 for the following steps. 


NOTE: Before installing the tubular capacitors, identify the 
marked end of each one. Refer to Detail 4A. Each capacitor 
should be connected with the marked end as shown in the 
Pictorial. 


NOTE MARKING ON TUBULAR CAPACITOR 
EITHER SHOULDER OR BAND 


MYLAR CAPACITORS ARE 
MARKED BY A BAND 


MARKED END MUST | 


BE PLACED AS SHOWN 
IN THE PICTORIAL 


Detail 4A 


WY Connect a .1 yfd tubular capacitor from solder lug E 
(S-2) to lug 1 of terminal strip C (NS). 


(\ Y Connect a .0047 wfd Mylar capacitor between lugs 1 
(S-3) and 3 (S-2) of terminal strip C. 


NOTE: All resistors used in the following steps are 1/2 watt 
unless specified otherwise in the step. 


(oA) Connect a 33 KQ (orange-orange-orange) resistor 
between lugs 3 (NS) and 4 (NS) of terminal strip B. 


(i Connect a .001 yfd disc ceramic capacitor between lugs 
3 (NS) and 4 (NS) of terminal strip.B. 


(“4 Connect a 100 KQ (brown-black-yellow) resistor 
__ between lugs 2 (NS) and 4 (NS) of terminal strip B. 


V) Connect a 390 Q (orange-white-brown) resistor from 
lug 9 of tube socket V2 (NS) to lug 3 of terminal strip 
B (S-4). 


A 
(Ks Connect a 47 pyf disc ceramic capacitor between the 
ycenter post (NS) and lug 9 (S-2) of tube socket V2. 


( 4 Connect a 100 KQ (brown-black-yellow) resistor from 
lug 8 of tube socket V2 (NS) to lug 4 of terminal strip 

/ B(S4). 
(¥) Connect a 4700 Q (yellow-violet-red) resistor from lug 


1 of tube socket V2 (NS) to lug 1 of terminal strip B 
(S-2). 


HEATHKIT’ 


Ww Connect a .01 pfd disc ceramic capacitor from lug | of 
tube socket V2 (NS) to lug 2 of terminal strip B (S-2). 


(1% Connect a .001 pfd disc ceramic capacitor between the 
center post (S-4) and lug 1 (S-4) of tube socket V2. 


(yr Connect a 100 KQ (brown-black-yellow) resistor from 
lug 2 of tube socket V2 (S-2) to lug 2 of terminal strip 
C (NS). 


(\X Connect a .01 yfd dise ceramic capacitor from lug 3 of 
tube socket V2 (S-2) to lug 2 of terminal strip C (S-3). 


(A Connect a 680 Q (blue-gray-brown) resistor from lug 6 
of tube socket V2 (NS) to lug 1 of terminal strip D 
(NS). 


( iy Connect a .01 yfd disc ceramic capacitor from lug 6 of 
tube socket V2 (S-2) to lug 3 of terminal strip D (S-2). 


(A. Connect a .02 ufd disc ceramic capacitor between lugs 
1 (S-5) and 2 (S-1) of terminal strip D. 


(wo Connect a .01 pfd disc ceramic capacitor, 1.4 KV, 
between lugs 2 (NS) and 3 (NS) of terminal strip S. 


( Mo citaset a .01 pfd dise ceramic capacitor, 1.4 KV, 
between lugs 3 (S-3) and 4 (NS) of terminal strip S. 


( ae Connect a 56 KQ (green-blue-orange) resistor from lug 
2 of tube socket V1 (NS) to solder lug J (NS). 


Doe a .02 ufd disc ceramic capacitor from lug 1 of 
tube socket V1 (NS) to solder lug J (S-3). 


(A Insert one lead of a .02 ufd disc ceramic capacitor 
through lug 4 (S-2) to lug 5 (S-3) of tube socket V1. 
Position the capacitor against the chassis as shown, and 
connect the other lead of this capacitor to solder lug P 
(S-1). 

(fp Connect a .005 wfd dise ceramic capacitor between lug 
6 (NS) and the center post (S-2) of tube socket V1. 


/) Connect a 2200 Q (red-red-red) 1 watt resistor between 
lugs 1 (NS) and 4 (NS) of terminal strip L. 
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TAKING CARE NOT‘TO CUT THE OUTER SHIELD OF VERY 
ee THIN WIRES, REMOVE THE OUTER INSULATION. 
LA 


SEE DIMENSION | 
ABOVE 


PUSH BACK THE SHIELD. THEN MAKE AN OPENING IN THE 


SHIELD AND BEND OVER AS SHOWN. PICK OUT 
THE INNER LEAD. 


Detail 5E 


a) Refer to Detail 5E and prepare the length of 
RG-58A/U coaxial cable, 


VA Install a cable connector on the end of this 


cable that has 1/2" of outer insulation re- 
moved, See Detail 5F,° 


/ ) Refer to Detail 5G and install two alligator 
clips on the other end of the cable 


BEND FLATTENED BRAID OVER SPRING 


INSERT THE SPRING AND THE CABLE INTO CONNECTOR 

THE BRAID SHOULD BE DIRECTLY BELOW THE 
SETSCREW. 

Qo A 

EYELET—- 


= eam say 


AFTER THE INNER LEAD PROTRUDES THROUGH THE 
CONNECTOR EYELET, INSTALL THE SETSCREW AND 
TIGHTEN. 


NOW SOLDER INNER LEAD 
TO CONNECTOR EYELET, 
AND AFTER ALLOWING 
IT TO COOL, CLIP OFF 

N EXCESS LEAD. 


Detail 5F 


INSERT BOTH LEADS INTO THE ALLIGATOR CLIPS AND SOLDER 
AS SHOWN. 


INSERT LEAD IN LOOP 
THEN SOLDER, 


DOUBLE UP SHIELD, 
THEN SOLDER 
1H 9) of bal Y 2 


Detail 5G 
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PREPARE CABLE ENDS AS SHOWN. 


TAKING CARE NOT‘TO CUT THE OUTER SHIELD OF VERY 
THIN WIRES, REMOVE THE OUTER INSULATION. 


vy 


SEE DIMENSION ~ 
ABOVE 


PUSH BACK THE SHIELD. THEN MAKE AN OPENING IN THE 
SHIELD AND BEND OVER AS SHOWN. PICK OUT 
THE INNER LEAD. 


Detail 5£ 


(v) Refer to Detail 5E and prepare the length of 
RG-58A/U coaxial cable, 


(4 Install a cable connector on the end of this 
cable that has 1/2" of outer insulation re- 


moved, See Detail oF,” 


/ ) Refer to Detail 5G and install two alligator 
clips on the other end of the cable, 


REMOVE SETSCREW 
THEN REMOVE THE SPRING. 


BEND FLATTENED BRAID OVER SPRING. 


INSERT THE SPRING AND THE CABLE INTO CONNECTOR. 
THE BRAID SHOULD BE DIRECTLY BELOW THE 
SETSCREW. 


AFTER THE INNER LEAD PROTRUDES THROUGH THE 
CONNECTOR EYELET, INSTALL THE SETSCREW AND 


TIGHTEN. 


NOW SOLDER INNER LEAD 
TO CONNECTOR EYELET, 
AND AFTER ALLOWING 
(4) 1T TO COOL, CLIP OFF 
@) EXCESS LEAD. 


Detail 5F 


INSERT BOTH LEADS INTO THE ALLIGATOR CLIPS AND SOLDER 
AS SHOWN. 


INSERT LEAD IN LOOP 
THEN SOLDER. 


DOUBLE UP SHIELD, 
THEN SOLDER 
LOVCETP. 


Detail 5G 
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KNOB AND TUBE INSTALLATION 


RF sion arcCjoenenaron 
q 
< 9 


Refer to Pictorial 6 for the following steps, 


( urn the shaft of the tuning capacitor fully 
clockwise, 


(4 Install the dial pointer assembly on the large shaft of the 
tuning capacitor. Use an 8-32 x 3/16” setscrew. 


re Turn the shaft of the tuning capacitor fully 
counterclockwise and be sure the dial point- SUM ATTEN 
er lines up with the end marking at the low > Ee 
end of the dial, See Detail 6A, Ifnecessary, 
reposition the dial pointer assembly and 


1 MC 31 MC 
tighten the setscrew securely, Also, be sure ; ao) | 
. . : 10 K - 10M 
the dial pointer does not rub against the 1100 Ke Be oe a2 Mc 
front panel as the tuning shaft is turned, 320 xe 4° °F to mc i 
pn pote COARSE ATTEN 


© aF OUT 


EXT. MOD. IN/AF QUT RF OUT 


Detail 6A 


(4 Install an 8-32 x 7/16” setscrew in the large knob. 
Then install the large knob on the small shaft of the 
tuning capacitor. 


(7) Install an 8-32 x 1/4” setscrew in each of the pointer 
knobs. 


(\/) Install the pointer knobs on the remaining 
control shafts, Position the knobs so the 
index markers are as shown in the Pic- 
torial, with all control shafts turned fully - 
counterclockwise, } PICTORIAL 7 


( ) Refer to Pictorial 7 and install a 12AT7 
tube in tube socket V1, 


() Install a 6AN8 tube in tube socket V2, 
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INITIAL TEST 


If an ohmmeter is available, check for possible 
short circuits in the power supply before applying 
power to the Signal Generator for thefirsttime, 
If an ohmmeter is not available, proceed to the 
Note which follows the next three steps, 


Refer to Pictorial 4 (fold-out from Page 14) for 
the next three steps, 


(.)7 Place the ohmmeter range switch in the 
RX1000 position, 


Nes Gormect the test leads of the ohmmeter 
across the leads of the silicon diode con- 
nected between lugs 2 and 4 of terminal 
strip L, Then note the resistance reading, 
The initial kick of the meter pointer indi- 
cates that the filter capacitors are charg- 
ing, Reverse the ohmmeter leads to the diode 
and note the reading, The ratio of the two 
resistance readings should be 10 to 1 or 
greater, 


( ) To check the B+ supply circuit, connect the 
common (negative) test lead of the ohmmeter 
to the chassis and the ohms (or "hot"') 
test lead to lug 1 of terminal strip L, 
The meter pointer should kick down to a 
fairly low reading, indicating charging of the 


filter capacitors, and then rise slowly toa 
reading of at least 50,000 2, If a reading 
of less than 50,000 2 is obtained, reverse 
the test leads and check again, Then check 
the installation of the silicon diode and 
be sure the cathode lead is connected to 
lug 4 of terminal strip L, Refer to Detail 
4B on Page 15 to identify the cathode lead 
of the diode, If you are still unable to obtain 
a resistance reading of 50,000 2, refer to 
the In Case Of Difficulty section of the 
manual, 


NOTE: If the proper results are not obtained in 
the following steps, turn the Generator off and 
refer to the In Case Of Difficulty section of the 
Manual, 


(_J Plug the line cord into a standard (105 to 
125 volts, 50/60 cps) AC outlet, 


(~) Turn the EXT MOD/AF OUT control clock- 
‘wise to turn the Generator on, The tube 
filaments and pilot lamp should light, 


(/ ) Visually check all parts for any signs of 
overheating, 


(~) Proceed to the Calibration section, 
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CALIBRATION 


Before starting the Generator calibration, care- 
fully study the operation of each control and 
switch as described in Figure 2 on Page 23, 


An AM radio is needed to calibrate bands A, 
B, C, D, and E, The tuned circuit and component 
parts for band F have been preadjusted at the 
factory, If additional accuracy is desired, an 
FM radio must be used to calibrate band F, 


BANDS A THROUGH E 
(/) Turn the BAND switch to band B, 
( ) Turn the Modulation switch to EXT MOD, 


(.) Turn the FINE ATTEN control fully clock- 
wise, 


“2 
* 
~— 


Set the COARSE ATTEN switch at HI, 


(.) Connect the shielded output cable to the 
Generator RF OUT connector, Place the 
free end of this cable near the loop or 
antenna lead of the AM radio, but do not 
connect it directly to the radio, 


(. ) Turn the Generator and AM radio on, Allow 
the Generator and radio to warm up for 15 
minutes so all components will reach nor- 
mal operating temperature, 


The following procedure willbe used to calibrate 
the Generator, 


First, a signal of known frequency is tunedin on 
the AM radio, Then the dial pointer of the 
Generator is set to the exact frequency of the 
station the radio is tuned to, The RF oscillator 
is then tuned to the same frequency as the radio 
station by adjusting it until a zero beat is heard 
in the radio, 


This zero beat is the signal that is created by 
the beating together of the oscillator signal and 
the station signal in the radio, When the beat is 
heard, it starts out as a highpitchedtone, which 
gradually changes as the beat frequency becomes 
lower until the tone becomes very low pitched, 
Once the zero beat point is passed, the tone 
gradually increases in pitch until it can no 
longer be heard, 


At these frequencies it is often hard to geta 
complete zero beat (no sound at all) between the 
Signals, Often, a low pitched tone or a slow 
popping sound will be as close as you will 
be able to come to a complete zero beat, The 
output level of the Generator should be just high 
enough to give a clear beat sound; do not 
set the Generator output level higher than 
necessary, 


( ) Locate the alignment tool blade supplied 
with this kit, Refer to Figure 1 and use 
a pair of long-nose pliers, Insert the 


blade into the smaller hole of the nut 
starter until the blade end is flush with 
the end of the nut starter, This now can be 
used as a trimmer alignment tool, 


_— 


ALIGNMENT 4 
TOOL pe 


INSERT BLADE 
INTO NUT STARTER 


Figure 1 
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CALIBRATION 


Before starting the Generator calibration, care- 
fully study the operation of each control and 
switch as described in Figure 2 on Page 23, 


An AM radio is needed to calibrate bands A, 
B, C, D, and E, The tuned circuit and component 
parts for band F have been preadjusted at the 
factory, If additional accuracy is desired, an 
FM radio must be used to calibrate band F, 


BANDS A THROUGH E 
(,) Turn the BAND switch to band B, 


( ) Turn the Modulation switch to EXT MOD, 


(.) Turn the FINE ATTEN control fully clock- 
wise, 


(“) Set the COARSE ATTEN switch at HI, 


(.)7 Connect the shielded output cable to the 
Generator RF OUT connector, Place the 
free end of this cable near the loop or 
antenna lead of the AM radio, but do not 
connect it directly to the radio, 


(..) Turn the Generator and AM radio on, Allow 
the Generator and radio to warm up for 15 
minutes so all components will reach nor- 
mal operating temperature, 


The following procedure will be used to calibrate 
the Generator, 


First, a signal of known frequency is tunedin on 
the AM radio, Then the dial pointer of the 
Generator is set to the exact frequency of the 
station the radio is tuned to, The RF oscillator 
is then tuned to the same frequency as the radio 
station by adjusting it until a zero beat is heard 
in the radio, 


This zero beat is the signal that is created by 
the beating together of the oscillator signal and 
the station signal in the radio, When the beat is 
heard, it starts out as a highpitchedtone, which 
gradually changes as the beat frequency becomes 
lower until the tone becomes very low pitched, 
Once the zero beat point is passed, the tone 
gradually increases in pitch until it can no 
longer be heard, 


At these frequencies it is often hard to geta 
complete zero beat (no sound at all) between the 
Signals, Often, a low pitched tone or a slow 
popping sound will be as close as you will 
be able to come to a complete zero beat, The 
output level of the Generator should be just high 
enough to give a clear beat sound; do not 
set the Generator output level higher than 
necessary, 


( ) Locate the alignment tool blade supplied 
with this kit, Refer to Figure 1 and use 
a pair of long-nose pliers, Insert the 


blade into the smaller hole of the nut 
starter until the blade end is flush with 
the end of the nut starter, This now can be 
used as a trimmer alignment tool, 


—_— 


ALIGNMENT 


TOOL eg 


INSERT BLADE 
INTO NUT STARTER 


Figure 1 
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CALIBRATION 


Before starting the Generator calibration, care- 
fully study the operation of each control and 
switch as described in Figure 2 on Page 23, 


An AM radio is needed to calibrate bands A, 
B, C, D, and E, The tuned circuit and component 
parts for band F have been preadjusted at the 
factory. If additional accuracy is desired, an 
FM radio must be used to calibrate band F, 


BANDS A THROUGH E 
(,) Turn the BAND switch to band B, 


( ) Turn the Modulation switch to EXT MOD, 


(.) Turn the FINE ATTEN control fully clock- 
wise, 


(“\) Set the COARSE ATTEN switch at HI, 


(,) Connect the shielded output cable to the 
Generator RF OUT connector, Place the 
free end of this cable near the loop or 
antenna lead of the AM radio, but do not 
connect it directly to the radio, 


(’ ) Turn the Generator and AM radio on, Allow 
the Generator and radio to warm up for 15 
minutes so all components will reach nor- 
mal operating temperature, 


The following procedure willbe used to calibrate 
the Generator, 


First, a signal of known frequency is tunedin on 
the AM radio, Then the dial pointer of the 
Generator is set to the exact frequency of the 
station the radio is tuned to, The RF oscillator 
is then tuned to the same frequency. as the radio 
station by adjusting it until a zero beat is heard 
in the radio, 


This zero beat is the signal that is created by 
the beating together of the oscillator signal and 
the station signal in the radio, When the beat is 
heard, it starts out as a highpitchedtone, which 
gradually changes as the beat frequency becomes 
lower until the tone becomes very low pitched, 
Once the zero beat point is passed, the tone - 
gradually increases in pitch until it can no 
longer be heard, 


At these frequencies it is often hard to geta 
complete zero beat (no sound at all) between the 
signals, Often, a low pitched tone or a slow 
popping sound will be as close as you will 
be able to come to a complete zero beat, The 
output level of the Generator should be just high 
enough to give a clear beat sound; do not 
set the Generator output level higher than 
necessary, 


( ) Locate the alignment tool blade supplied 
with this kit, Refer to Figure 1 and use 
a pair of long-nose pliers, Insert the 
blade into the smaller hole of the nut 
starter until the blade end is flush with 
the end of the nut starter, This now can be 
used as a trimmer alignment tool, 
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SCHEMATIC OF THE 
HEATHKIT ® 

RF SIGNAL GENERATOR 
MODEL 1IG-102 


+130 
NOTES: 


ALL RESISTORS ARE 1/2 WATT UNLESS MARKED OTHERWISE. 
ALL RESISTOR VALUES ARE IN OHMS | K = 1000). 
ALL CAPACITOR VALUES ARE IN fd UNLESS MARKED OTHERWISE. 


INDICATES VOLTAGE READING. 
ALL VOLTAGES ARE DC POSITIVE UNLESS MARKED OTHERWISE. 


peas ALL VOLTAGES ARE MEASURED FROM POINT INDICATED TO CHASSIS 
GROUND, EXCEPT AC VOLTAGES ON POWER TRANSFORMER 
WINDINGS. 
Jove -70 VOLTAGE READINGS TAKEN WITH AN 11 MEGOHM INPUT VTVM., 
3 VOLTAGES MAY VARY +10%. 


= ALL SWITCHES SHOWN AT FULL COUNTERCLOCKWISE ROTATION, 
EXCEPT SWITCH S3 WHICH IS AT FULL CLOCKWISE ROTATION. 
TUNING CAPACITOR CLOSED. 
SWITCH LUGS WITH THE SAME NUMBERS ON DECKS AR AND AF ARE 
CONNECTED TOGETHER (12 TO 12, 11 TO 11, ETC.). 
* VOLTAGE MEASURED WITH BAND SWITCH S2 AT BAND F. 
* X ALL SECTIONS SHOWN HERE ARE VIEWED FROM THE FRONT 
PANEL: SWITCH SHOWN IN BAND A POSITION. 
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SCHEMATIC OF THE 
HEATHKIT ® 

RF SIGNAL GENERATOR 
MODEL IG-102 


NOTES: 


ALL RESISTORS ARE 1/2 WATT UNLESS MARKED OTHERWISE. 


ALL RESISTOR VALUES ARE IN OHMS | K = 1000). 
ALL CAPACITOR VALUES ARE IN 1: fd UNLESS MARKED OTHERWISE. 


— © ) INDICATES VOLTAGE READING. 
ALL VOLTAGES ARE DC POSITIVE UNLESS MARKED OTHERWISE. 


Ve ALL VOLTAGES ARE MEASURED FROM POINT INDICATED TO CHASSIS 
GROUND, EXCEPT AC VOLTAGES ON POWER TRANSFORMER 
WINDINGS. 


VOLTAGE READINGS TAKEN WITH AN 11 MEGOHM INPUT VTVM. 
VOLTAGES MAY VARY +10%. 
ALL SWITCHES SHOWN AT FULL COUNTERCLOCKWISE ROTATION, 
EXCEPT SWITCH S3 WHICH IS AT FULL CLOCKWISE ROTATION, 
TUNING CAPACITOR CLOSED. 
SWITCH LUGS WITH THE SAME NUMBERS ON DECKS AR AND AF ARE 
CONNECTED TOGETHER (12 TO 12, 11 TO 11, ETC.). 
* VOLTAGE MEASURED WITH BAND SWITCH S2 AT BAND F. 
%*ALL SECTIONS SHOWN HERE ARE VIEWED FROM THE FRONT 
PANEL: SWITCH SHOWN IN BAND A POSITION. 
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SCHEMATIC OF THE 
HEATHKIT ® 

RF SIGNAL GENERATOR 
MODEL IG-102 


NOTES: 


ALL RESISTORS ARE 1/2 WATT UNLESS MARKED OTHERWISE. 
ALL RESISTOR VALUES ARE IN OHMS {| K = 1000). 
ALL CAPACITOR VALUES ARE IN fd UNLESS MARKED OTHERWISE. 


INDICATES VOLTAGE READING, 


ALL VOLTAGES ARE DC POSITIVE UNLESS MARKED OTHERWISE. 

ALL VOLTAGES ARE MEASURED FROM POINT INDICATED TO CHASSIS 
GROUND, EXCEPT AC VOLTAGES ON POWER TRANSFORMER 
WINDINGS. 

VOLTAGE READINGS TAKEN WITH AN 11 MEGOHM INPUT VTVM. 

VOLTAGES MAY VARY +10%. 

ALL SWITCHES SHOWN AT FULL COUNTERCLOCKWISE ROTATION, 
EXCEPT SWITCH S3 WHICH IS AT FULL CLOCKWISE ROTATION. 

TUNING CAPACITOR CLOSED. 

SWITCH LUGS WITH THE SAME NUMBERS ON DECKS AR AND AF ARE 
CONNECTED TOGETHER (12 TO 12, 11 TO 11, ETC.). 

* VOLTAGE MEASURED WITH BAND SWITCH S2 AT BAND F. 

% * ALL SECTIONS SHOWN HERE ARE VIEWED FROM THE FRONT 
PANEL: SWITCH SHOWN IN BAND A POSITION. 


* *BAND SWITCH S2 


AF AR BF BR 
e é oS Ci) ® ‘yy ') 
5@ ef 9 ) © 
4@ er 
© ORC 
e ) ey 
DEC SALE RONT DECK A REAR DECK B FRONT i 


V2B 
172 BAN 


EXT MOD IN 
AF OUT 


INT MOD 
AF OUT 


EXT MOD 


120 VAC 


105-125 VAC 
50-60 CPS 


“Jover-70 


Ne 


‘ : 


milo “wae , 


‘ 
- a 


$ 
i 
° 
! 
& 
~* 
dea 
mae) Ore o4 
ft -atidns ban it f 
\ 


ven 997) herieh - 
' Casares Faq 
} whlod ee 


so 
£¥-27 
BE 7) 
be-205. 
& TOE 
Ehtis 
P98 
ats 
TS) -Sod 
OF §-Cap 
1-ve 
eh 
baf-Tec 


= sc 
ee 6S 


of 
eG i 


are Van 


ey, el ei.0b ote 


* 


tsdooe odirt neq? 
teloos qeari soli 
ewe “OV x BRE é 
wove “GIVE « SE-0 é 
wor ($\i a he 
vowe CME « Sh-0 > 
worse tate te. 01% 4 
wsypaiea “OT « SER : 
wsineise “}\t « SEH wa 
wares ““:*S «x SE-B i 
han BE te 
ine SE-0 2 
s“B\E » SE-SEM 
ves) e 
lunbex + 
oe : 
Tea 4 vik 
' cf ove 
@ ie QO" 
i ; be ’ 


0D-Oe%. 
Fes 
oe 42S 
SK Oct 
Esaucs 
ded de 


atic 


i 


PARTS 
Per Kit 


KEY PART 


No. No. 
RECTIFIER-TUBES-LAMP 


14 57-27 | l 
411-24 l 
411-68 | 
412-1 I 


TERMINAL STRIPS 


1S 431-10 2 
431-40 2 
431-11 1 


CONNECTORS-SOCKETS 


16 432-919 1 
17 432-59 = 
18 434-77 2 

434.87 l 


HARDWARE 


19 25049 
20 250-7 
21 250-56 
22 250-89 
23 250-83 
250-16 
250-43 
250-22 
252-1 
252-3 
252-37 
252-7 
31 252-22 
32 254-1 
33 254-4 
34 253-10 
35 259-1 
36 259-10 
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DESCRIPTION 


Silicon diode 
12AT7 tube 
6ANB8 tube 
#47 lamp 


3-lug terminal strip 
4-lug terminal strip 
5-lug terminal strip 


Cable connector 
BNC connector 
9-pin tube socket 
Pilot lamp socket 


3-48 x 1/4” serew 
6-32 x 3/16” screw 
6-32 x 1/4” screw 
6-32 x 3/8” screw 
#10 sheet metal screw 
8-32 x 3/16” setscrew 
8-32 x 1/4” setscrew 
8-32 x 7/16” setscrew 
3-48 nut 

6-32 nut 

9/32-32 x 3/8” nut 
Control nut 

Speednut 

#6 lockwasher 
Control lock washer 
Control flat washer 
#6 solder lug 

Control solder lug 


KEY PART PARTS 
No. No. Per Kit 
WIRE-CABLE-SLEEVING 
89-} l 
340-2 1 
344-59 1 
343-2 I 
347-3 l 
346-1 I 
METAL PARTS 


90-1216-1 1 
200-442 ! 
203-180-5 l 


MISCELLANEOUS 


37 40-193 
38 (73-1 
39 75-71 
40 100-10 
41 205-254 
42 2074 
211-15 
260-1 
43 4134 
462-187 
462-140 
46° 490-1 
45 490-5 


597-260 
391-34 
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Line cord 

Bare wire 

Hookup wire 

Coaxial cable RG-5S8A/U 
2-lead shielded cable 
Sleeving 


Cabinet 
Chassis 
Front panel 


Band F oscillator coil 
Rubber grommet 
Line cord strain relief 
Dial pointer assembly 
Alignment tool blade 
Cable clamp 

Handle 

Alligator clip 

Pilot lamp jewel 
Pointer knob 

Large knob 

Coil alignment tool 
Plastic nut starter 


Parts Order Form 

Blue and white label 
Manual (See front cover for 
part number.) 

Solder 
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CALIBRATION 


Before starting the Generator calibration, care- 
fully study the operation of each control and 
switch as described in Figure 2 on Page 23, 


An AM radio is needed to calibrate bands A, 
B, C, D, and E, The tunedcircuit and component 
parts for band F have been preadjusted at the 
factory. If additional accuracy is desired, an 
FM radio must be used to calibrate band F, 


BANDS A THROUGH E 
( ) Turn the BAND switch to band B, 


( ) Turn the Modulation switch to EXT MOD, 


( ) Turn the FINE ATTEN control fully clock- 
wise, 


( ) Set the COARSE ATTEN switch at HI, 


( ) Connect the shielded output cable to the 
Generator RF OUT connector, Place the 
free end of this cable near the loop or 
antenna lead of the AM radio, but do not 
connect it directly to the radio, 


( ) Turn the Generator and AM radio on, Allow 
the Generator and radio to warm up for 15 
minutes so all components will reach nor- 
mal operating temperature, 


The following procedure willbe used to calibrate 
the Generator, 


First, a signal of known frequency is tunedin on 
the AM radio, Then the dial pointer of the 
Generator is set to the exact frequency of the 
station the radio is tuned to, The RF oscillator 
is then tuned to the same frequency as the radio 
station by adjusting it until a zero beat is heard 
in the radio. 


—.-£—.. . ee 


This zero beat is the signal that is created by 
the beating together of the oscillator signal and 
the station signal in the radio, When the beat is 
heard, it starts out as a highpitchedtone, which 
gradually changes as the beat frequency becomes 
lower until the tone becomes very low pitched, 
Once the zero beat point is passed, the tone 
gradually increases in pitch until it can no 
longer be heard, 


At these frequencies it is often hard to geta 
complete zero beat (no sound at all) between the 
signals, Often, a low pitched tone or a slow 
popping sound will be as close as you will 
be able to come to a complete zero beat, The 
output level of the Generator should be justhigh 
enough to give a clear beat sound; do not 
set the Generator output level higher than 
necessary, 


( ) Locate the alignment tool blade supplied 
with this kit, Refer to Figure 1 and use 
a pair of long-nose pliers, Insert the 
blade into the smaller hole of the nut 


starter until the blade end is flush with — 


the end of the nut starter, This now can be 
used as a trimmer alignment tool, 


ALIGNMENT 
TOOL BLADE 


INSERT BLADE 
INTO NUT STARTER 


Figure 1 
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FINAL ASSEMBLY 


Refer to Pictorial 8 for the following steps, 


( ) Prethread both holes in the handle using 
a #10 sheet metal screw, 


( ) Mount the handle on the top of the cabinet, 
Use #10 sheet metal screws, 


( ) Insert the line cord through the large hole 
in the back of the cabinet, then install the 
Generator in the cabinet with two #6 x 
3/8" screws, 


NOTE: The blue and white identification label 
shows the Model Number and Production Series 
Number of your kit, Refer to these numbers in 
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any communcations with the Heath Company; 
this assures you that you will receive the most 
complete and up-to-date information in return, 


( ) Install the identification label in the follow- 
ing manner: 


1, Select a location for the label where it 
can easily be seen when needed, but 
will not show when the unit is in oper- 
ation, This location might be on the rear 
panel or the top of the chassis, or on the 
rear or bottom of the cabinet, 


2. Carefully peel away the backing paper, 
- Then press the label into position, 
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GENERAL 


When the Modulation switch is turned to INT 
MOD/AF OUT, a 400 cps audio signal is avail- 
able at the connector marked EXT MOD IN/AF 
OUT, With“this switch turned to EXT MOD, the 


internal 400 cps oscillator is turned off, andthe _ 


RF signal may be modulated by connecting a’ 
external audio signal to the EXT MOD IN/A} 
OUT connector, An audio signal with a level of 
about 3 volts is needed for 30% modulation of 
the RF frequency, 


APPLICATIONS 


The RF Signal Generator may be used as an 
RF signal source for the peak alignment of 
tuned circuits in some FM radios and tuners, 
More often, though, the sweep alignment method 
is used to align high quality FM radios and 
tuners, For sweep alignment, an RF sweep gen- 
erator is needed and your RF Signal Generator 
may be used as a marker generator, Whenever 
possible it is best to follow the detailed in- 
structions from the manufacturer of the FM 
radio or tuner, 


There are many other applications for this Gen- 
erator which are too numerous to outline inthis 
Manual, However, two basic applications are out- 
lined here under AM Radio Alignment and Signal 
Injection, 


AM RADIO ALIGNMENT 


Figure 4 shows a block diagram of a typical 
AM radio, This diagram includes all of the cir- 
cuits that must be aligned, The radio speaker 
or a suitable voltmeter may be used as the out- 
put indicator, However, a voltmeter will indicate 
smaller changes in the output signal andis more 
desirable, 


If a DC voltmeter is used, set it to measure 
negative DC volts, and connect it to the output of 
the AVC filter circuit as shown, If an AC volt- 
meter is used, it may be connected between the 
two outside lugs of the volume control or across 
the speaker terminals, 


Be sure to use the proper frequency for align- 
ment of the IF transformers, An IF frequency 
of 455 kc will be used in the following procedure, 
since it is used in most AM radios, But your 


radio may use another IF frequency such as 
262 ke or 460 kc, Follow the detailed instruc- 
tions from the manufacturer of the radio when- 
ever possible, 


1, Turn on the radio, RF Signal Generator, and 
voltmeter if one is used, Allow the equipment 
to warm up for 15 minutes so that all com- 
ponents will reach normal operating temper- 
ature, 


2. Turn the AM radio dial tothe high frequency 
end of the dial, 


3. Connect the output cable to the connector 


labeled RF OUT on the Signal Generator, — 


4, If the radio uses alooporrodantenna, place 
the inner or "hot" lead of the output cable 
near the antenna, If there is no loop or rod 
antenna, connect the hot lead of the output 
cable to the antenna terminal and the shield 
lead to the chassis of the radio. 


5, Set the Signal Generator to 455 ke (Band B) 
and the Modulation switch to the INT MOD/ 
AF OUT position, 


6, Use an insulated alignment tool to adjust 
the IF transformers which are shown in 
the shaded portions of Figure 4, Start 
with the last IF transformer (next tothe de- 
tector stage) and work toward the first; 
adjust each one for a maximum reading 
on the voltmeter or the loudest signal from 
the speaker, At the same time, reduce the 
Signal Generator output to keep the output 
of the radio at minimum but still large 
enough to give an indication on the volt- 
meter, 
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SIGNAL INJECTION 


Signal injection is a technique used to trouble- 
shoot weak or dead electronic devices (radio 
and TV receivers, hi-fi amplifiers, etc.), to 
find the circuit that is not operating properly, 
In this method, a signal is coupled into the 
stages of the defective equipment, one stage at 
a time, until the defective stage is located, 


A coupling capacitor (.05 ufd) should always be 
used with the hot lead to keep DC voltages from 
being connected to the Signal Generator, Also, 
care should be used so the test signal does not 
overdrive the stage it is connected to, 


For example, this method might be used to find 
an open coupling capacitor between two ampli- 
fier stages, In this case, the signal would be 
heard when the 400 cps audio signal from the 
Signal Generator is connected tothe control grid 
of the second tube, This is shown as point G 
in Figure 5, The signal will not be heard when 
the Signal Generator is connected to the plate 
of the first tube (point P), 


ANTENNA 


1000 KC 
MOOULATED RF 


455 KC MODULATED RF _ 400 CPS AUDIO 


HEATHEKIT 


Figure 5 


Figure 6 shows how signal injection can be 
used to find the faulty stage of an AM radio 
receiver, First the 400 cps audio signal from 
the Signal Generator is connected to the grid 
of the output tube, then the hot lead of the 
Signal Generator is moved back to the audio 
amplifier tube, If a normal sound is heard 
from the speaker in both cases, a modulated RF 
signal would be used to check the remaining 
stages of the radio, The modulated RF fre- 


quencies shown in Figure 6 would be used, 


SPEAKER 


Figure 6 
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When switch S3 is in the External Modulation 
position, tube V2A is used to amplify the external 
modulation signal that is connected to the Ex- 
ternal Modulation In connector, This signal 
is coupled through capacitor C11 to control R4, 
and then to the grid of tube V2A, The signal 
is then amplified by tube V2A and coupled 
through capacitor C17 and resistors R7 and R8 
to the grid of tube V2B, 


AMPLIFIER AND MODULATOR 


The RF and AF signals are coupled to the grid 
of tube V2B, Resistors R7 and R9 keep the 
AF signal from overdriving the grid of tube 
V2B and also determine the modulation level, 
From the plate of tube V2B, the modulated 


RF signal is coupled through capacitor C20” ~ 


Fine Attenuator control R12, Coarse Atten. 
uator switch S4, and capacitor C22 to the RF 
Output connector, 


POWER SUPPLY 


B+ voltage is supplied to all stages of the Gen- 
erator by a half-wave rectifier circuit con- 
sisting of diode D1, Resistor R17 with capac- 
itors C25A and C25B provide filtering of the B+ 
voltage, 


Filament voltage is supplied to the filaments of 
all tubes and the #47 lamp by a 6,3 volt AC 
winding on power transformer T1, 


When switch S3 is in the External Modulation 
position, tube V2A is used to amplify the external 
modulation signal that is connected to the Ex- 
ternal Modulation In connector, This signal 
is coupled through capacitor C11 to control R4, 
and then to the grid of tube V2A, The signal 
is then amplified by tube V2A and coupled 
through capacitor C17 and resistors R7 and R8 
to the grid of tube V2B, 


AMPLIFIER AND MODULATOR 


The RF and AF signals are coupled to the grid 
of tube V2B, Resistors R7 and R9 keep the 
AF signal from overdriving the grid of tube 
V2B and also determine the modulation level, 
From the plate of tube V2B, the modulated 


RF signal is coupled through capacitor C207 ~ 
Fine Attenuator control R12, Coarse Atten. 
uator switch S4, and capacitor C22 to the RF 
Output connector, 


POWER SUPPLY 


B+ voltage is supplied to all stages of the Gen- 
erator by a half-wave rectifier circuit con- 
sisting of diode D1, Resistor R17 with capac- 
itors C25A and C25B provide filtering of the B+ 
voltage, 


Filament voltage is supplied to the filaments of 
all tubes and the #47 lamp by a 6,3 volt AC 
winding on power transformer Tl, ° 
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( ) Referring to Pictorial 7 (Page 18) andusing 
the trimmer alignment tool, preset trimmer 
capacitor C6 until the top of the adjustment 
screw is 1/2" above the chassis, 


( ) Tune the AM radio to a station of known 
frequency between 800 and 1000 kc, The 
frequency of this station should preferably 
be one whose frequency falls directly on one 
of the calibration points on the dial, suchas 
800 kc, 850 kc, 900 kc, or 1000 kc, 


( ) Turn the dial pointer on the Generator to 
the place on the dial that indicates the exact 
frequency of the station the radio is tuned to, 


( ) Adjust trimmer capacitor C6for a zero beat 
in the radio, Use the FINE ATTEN and 
COARSE ATTEN controls to set the output 
level of the Generator just high enough to 
give a clear zero beat in the radio, 


This completes the calibration of bands A 
through E, Turn off the AM radio, 


The frequencies, for bands A through E, were ad- 
justed with trimmer capacitor C6, This was pos- 
sible because the adjustment slug, for each coil 
on these bands, was accurately adjusted at the 
factory, A slight improvement inaccuracy could 
be obtained if the slug in each coil was adjusted 
by zero beating the Generator signal with an accu- 
rate frequency standard, An accurate frequency 
standard could be obtained by tuning a communi- 
cations receiver to a WWV frequency such as 
2.5 mc, 5 me, 10 me, etc., (National Bureau of 
Standards), Standard frequencies can also be 
obtained from a precision laboratory generator 
(with an accuracy of at least 1%), in conjunction 
with an oscilloscope to indicate the zero beat, 
If the coil slugs are adjusted, each band should 
be adjusted near the low end of the dial. A coil 
alignment tool, for adjusting the coil slugs, is 
supplied with the kit. 
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BAND F 


To calibrate band F to obtain additional accu- 
racy, you must use an FM radio, 


( ) Turn on the FM radio and tune it toa 
station between 88 mc and 100 mc, 


( 


~— 


Set the BAND switch to band F, and turn 
the dial pointer to the frequency of the FM 
station, 


(_ ) Turn the Modulation switch to INT MOD/AF 
OUT; 


( 


~ 


Connect the output cable of the Generator 
to the antenna terminals of the FM radio, 


( ) Turn the Generator dial pointer back and 
forth and listen for the 400 cps tone modu- 
lation in the FM radio, This 400 cps tone 
will be weakest at the correct frequency, 
and it will be louder on both sides of this 
frequency, 


( ) Turn the Generator dial pointer tothe place 
where the 400 cps tone is weakest, If the 
dial indicator points to a frequency lower 
than the station frequency, gently squeeze 
together the turns of coil F, Then retune 
the dial pointer to the weakest 400 cps 
tone, Repeat this procedure until the cor- 
rect frequency is indicated on the Generator 
dial, See Pictorial 5 to identify coil F, If 
the dial pointer indicates a higher fre- 
quency than the station frequency, the 
turns of coil F should be spread apart 
slightly, 


This completes the calibration of band F, 


GROUND 


PICTORIAL 5 
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HEATHKIT: 


FINAL ASSEMBLY 


Refer to Pictorial 8 for the following steps, 


( ) Prethread both holes in the handle using 
a #10 sheet metal screw, 


( ) Mount the handle on the top of the cabinet, 
Use #10 sheet metal screws, 


( ) Insert the line cord through the large hole 
in the back of the cabinet, then install the 
Generator in the cabinet with two #6 x 
3/8" screws, 


NOTE: The blue and white identification label 
shows the Model Number and Production Series 
Number of your kit, Refer to these numbers in 
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any communcations with the Heath Company; 
this assures you that you will receive the most 
complete and up-to-date information in return, 


( ) Install the identification label in the follow- 
ing manner: 


1, Select a location for the label where it 
can easily be seen when needed, but 
will not show when the unit is in oper- 
ation, This location might be onthe rear 
panel or the top of the chassis, or on the 
rear or bottom of the cabinet, 


2. Carefully peel away the backing paper, 
Then press the label into position, 


PICTORIAL 8 
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EXT MOD/AF OUT CONTROL 

Turns the Generator on or off, Adjusts the level 
of external modulation signal or adjusts the level 
of internal modulation signal (400 cps) present 
at EXT MOD IN/AF OUT connector, 


BAND SWITCH 
Selects the RF frequency range on bands A 
through F, 


\ ee eee 


EXT. WOD./AF. OUT 


MODULATION SWITCH 

Selects external or internal modulation (400 
eps). Also provides 400 cps AF signal at EXT 
MOD IN/AF OUT connector with the switch at 
INT MOD/AF OUT. 


moog. 


EXT MOD IN/AF OUT CONNECTOR 
Provides 400 cps signal output or provides 
for input of external modulation signal, 
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PILOT LAMP 
Indicates the Generator is on by the presence of 
AC voltage in the power supply, 


VARIABLE FREQUENCY CONTROL 
Selects and indicates the RF frequency, 


F BD ACE 


FINE ATTEN. 


FINE ATTEN CONTROL 


Fine adjustment of RF output signal level, 


10 MC 
e©& 32 mC 


=F M0 me RF 


COARSE ATTEN. COARSE ATTEN SWITCH | 


Coarse adjustment of RF output signal level, 


RF OUT CONNECTOR 
Provides RF or modulated RF output signal, 


Figure 2 


OPERATION 


Figure 2 explains the basic functions of the front 
panel controls, A detailed explanation of how to 
read the dial scale, and the use of some front pan- 
el controls, is given inthe following paragraphs, 


DIAL SCALE 


The RF output frequency of the Generator de- 
pends on the number the dial pointer is set to, 
and the position of the BAND switch, Bands 
A, C, and E are read on the outside dial scale, 
bands B and D are read on the center dial 
scale, and band F is read on the inside dial 
scale, See Figure 3, 


Proceed as follows to read the dial scales, On 
bands A and B, multiply the number indicated 
on the dial by 10 to obtain the frequency in kc, 
On bands C and D, divide the number indicated 
on the dial by 10 to obtain the frequency in mc, 
On bands E and F, the dial is read directly in 
mc, Refer to the inset drawing on Figure 3 
and the following table for examples of how to 
read the dial scale, 


BAND DIAL READING FREQUENCY 
A 23 (multiply by 10) 230 ke 
B 75 (multiply by 10) 750 ke 
C 23 (divide by 10) 2.3 mc 
D 75 (divide by 10) 7.5 mc 
E 23 (read direct) 23 mc 
F 77 (read direct) 77 mc 


The numbers from 100 to 220 on the inside 
of scale F are calibrated harmonic frequencies 
of band F, This dial scale, which should be 
read directly, adds another range of frequen- 
cies from 100 mc to 220 mc, The most common- 
ly used IF frequencies for AM and FM radio 
receivers are indicated with a special mark 
on the dial; 455 kc (AM) is marked on band B 
and 10.7 mc (FM) is marked on band E, 
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FINAL ASSEMBLY 


Refer to Pictorial 8 for the following steps, any communcations with the Heath Company; 
this assures you that you will receive the most 
( ) Prethread both holes in the handle using complete and up-to-date information in return, 
a #10 sheet metal screw, 
( ) Install the identification label in the follow- 
( ) Mount the handle on the top of the cabinet, ing manner: . 


Use #10 sheet metal screws, 
1, Select a location for the label where it 


( ) Insert the line cord through the large hole can easily be seen when needed, but 
in the back of the cabinet, then install the will not show when the unit is in oper- 
Generator in the cabinet with two #6 x _ ation, This location might be on the rear 
3/8" screws, panel or the top of the chassis, or on the 


rear or bottom of the cabinet, 
NOTE: The blue and white identification label 
shows the Model Number and Production Series 2, Carefully peel away the backing paper, 
Number of your kit, Refer to these numbers in Then press the label into position, 
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EXT MOD/AF OUT CONTROL 

Turns the Generator on or off, Adjusts the level 
of external modulation signal or adjusts the level 
of internal modulation signal (400 cps) present 
at EXT MOD IN/AF OUT connector, 


BAND SWITCH 
Selects the RF frequency range on bands A 
through F, 


\ ‘7 aaa! ice 


EXT. WOO./AF. OUT 


MODULATION SWITCH 

Selects external or internal modulation (400 
eps). Also provides 400 cps AF signal at EXT 
MOD IN/AF OUT connector with the switch at 
INT MOD/AF OUT, 


Moog. 


EXT MOD IN/AF OUT CONNECTOR 
Provides 400 cps signal output or provides 
for input of external modulation signal, 


RF sionwat( jounararonr 


\ EXT. MOD. IN/AF OUT RF OUT r 
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PILOT LAMP 
Indicates the Generator is on by the presence of 
AC voltage in the power supply. 


VARIABLE FREQUENCY CONTROL 
Selects and indicates the RF frequency, 


en ee 


F BO ACE 


FINE ATTEN. 


FINE ATTEN CONTROL 
Fine adjustment of RF output signal level, 


10 MC 
ef 32.mC 


32 MC 
oF io mc RF 


COARSE ATTEN SWITCH 
Coarse adjustment of RF output signal level, 


1@-102 


RF OUT CONNECTOR 
Provides RF or modulated RF output signal, 


Figure 2 


OPERATION 


Figure 2 explains the basic functions of the front 
panel controls, A detailed explanation of how to 
read the dial scale, and the use of some front pan- 
el controls, is given inthe following paragraphs, 


DIAL SCALE 


The RF output frequency of the Generator de- 
pends on the number the dial pointer is set to, 
and the position of the BAND switch, Bands 
A, C, and E are read on the outside dial scale, 
bands B and D are read on the center dial 
scale, and band F is read on the inside dial 
scale, See Figure 3, 


Proceed as follows to read the dial scales, On 
bands A and B, multiply the number indicated 
on the dial by 10 to obtain the frequency in kc, 
On bands C and D, divide the number indicated 
on the dial by 10 to obtain the frequency in mc, 
On bands E and F, the dial is read directly in 
mec, Refer to the inset drawing on Figure 3 
and the following table for examples of how to 
read the dial scale, 


BAND DIAL READING FREQUENCY 
A 23 (multiply by 10) 230 ke 
B 75 (multiply by 10) 750 ke 
¢ 23 (divide by 10) 2.3 mc 
D 75 (divide by 10) 7.5 mc 
E 23 (read direct) 23 me 
F 77 (read direct) 77 mc 


The numbers from 100 to 220 on the inside 
of scale F are calibrated harmonic frequencies 
of band F, This dial scale, which should be 
read directly, adds another range of frequen- 
cies from 100 mc to 220 mc, The most common- 
ly used IF frequencies for AM and FM radio 
receivers are indicated with a special mark 
on the dial; 455 kc (AM) is marked on band B 
and 10.7 mc (FM) is marked on band E, 
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GENERAL 


When the Modulation switch is turned to INT 
MOD/AF OUT, a 400 cps audio signal is avail- 
able at the connector marked EXT: MOD IN/AF 
OUT, With this switch turned to EXT MOD, the 


internal 400 cps oscillator is turned off, andthe 
RF signal may be modulated by connecting an 
external audio signal to the EXT MOD IN/AF 
OUT connector, An audio signal with a level of 
about 3 volts is needed for 30% modulation of 
the RF frequency, 


APPLICATIONS 


The RF Signal Generator may be used as an 
RF signal source for the peak alignment of 
tuned circuits in some FM radios and tuners, 
More often, though, the sweep alignment method 
is used to align high quality FM radios and 
tuners, For sweep alignment, an RF sweep gen- 
erator is needed and your RF Signal Generator 
may be used as a marker generator, Whenever 
possible it is best to follow the detailed in- 
structions from the manufacturer of the FM 
radio or tuner, 


There are many other applications for this Gen- 
erator which are too numerous to outline inthis 
Manual, However, two basic applications are out- 
lined here under AM Radio Alignment and Signal 
Injection, 


AM RADIO ALIGNMENT 


Figure 4 shows a block diagram of a typical 
AM radio, This diagram includes all of the cir- 
cuits that must be aligned, The radio speaker 
or a suitable voltmeter may be used as the out- 
put indicator, However, a voltmeter will indicate 
smaller changes in the output signal andis more 
desirable, 


If a DC voltmeter is used, set it to measure 
negative DC volts, and connect it to the output of 
the AVC filter circuit as shown, If an AC volt- 
meter is used, it may be connected between the 
two outside lugs of the volume control or across 
the speaker terminals, 


Be sure to use the proper frequency for align- 
ment of the IF transformers, An IF frequency 
of 455 ke will be used in the following procedure, 
Since it is used in most AM radios, But your 


radio may use another IF frequency such as 
262 ke or 460 ke, Follow the detailed instruc- 
tions from the manufacturer of the radio when- 
ever possible, 


1, Turn on the radio, RF Signal Generator, and 
voltmeter if one is used, Allow the equipment 
to warm up for 15 minutes so that all com- 
ponents will reach normal operating temper - 
ature, 


2. Turn the AM radio dial tothe high frequency 
end of the dial, 


3. Connect the output cable to the connector 
labeled RF OUT on the Signal Generator, 


4, Ifthe radio usesalooporrodantenna, place 
the inner or "hot" lead of the output cable 
near the antenna, If there is no loop or rod 
antenna, connect the hot lead of the output 
cable to the antenna terminal and the shield 
lead to the chassis of the radio, 


5. Set the Signal Generator to 455 ke (Band B) 
and the Modulation switch to the INT MOD/ 
AF OUT position, 


6, Use an insulated alignment tool to adjust 
the IF transformers which are shown in 
the shaded portions of Figure 4, Start 
with the last IF transformer (next to the de- 
tector stage) and work toward the first: 
adjust each one for a maximum reading 
on the voltmeter or the loudest signal from 
the speaker, At the same time, reduce the 
Signal Generator output to keep the output 
of the radio at minimum but still large 
enough to give an indication on the volt- 
meter, 
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END OF THE BROACCAST BAND. 


IF AMPLIFIER 


Figure 4 


Since the IF adjustments affect each other, 
repeat the adjustments at least once for 
best results, 


Set the Signal Generator and radio to 1600 
ke, Adjust the oscillator trimmer capacitor 
(shown by light arrow in Figure 4) for maxi- 
mum voltage reading, 


Set the Signal Generator and radio to 1400 
ke, Adjust the antenna trimmer capacitor 
(also shown by light arrow) for maximum 
voltage reading, 


Set the Signal Generator to 600 kc and tune 
the AM radio to 600 kc, 


Adjust the slug of the oscillator coil (shown 
by the dark arrow) for maximum reading on 
the voltmeter, Now tune the radio a slight 


12, 
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DETECTOR AUDIO AMPLIFIER 


VOLUME 
CONTROL 


AC 
VOLTMETER 


DC 
VOLTMETER 


amount in either direction so the signal 
sounds faint or the voltage reading de- 
creases slightly, Again adjust the oscillator 
coil for maximum voltage, then note whether 
the voltage is larger or smaller than it was 
before, Retune the radio a slight amount 
again, in the same direction if the voltage 
increased, and in the other direction if the 
voltage decreased, and adjust the oscillator 
coil for maximum voltage, Repeat this re- 
tuning and coil adjustment process until you 
locate the oscillator coil adjustment that 
produces the largest reading on the volt- 
meter, 


Repeat steps 8 through 11 again because 
there will be some interaction between the 
adjustments, 


This completes the alignment of the AM radio, 
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SIGNAL INJECTION 


Signal injection is a technique used to trouble- 
shoot weak or dead electronic devices (radio 
and TV receivers, hi-fi amplifiers, etc.), to 
find the circuit that is not operating properly, 
In this method, a signal is coupled into the 
stages of the defective equipment, one stage at 
a time, until the defective stage is located, 


A coupling capacitor (.05 ufd) should always be 
used with the hot lead to keep DC voltages from 
being connected to the Signal Generator, Also, 
care should be used so the test signal does not 
overdrive the stage it is connected to, 


For example, this method might be used to find 
an open coupling capacitor between two ampli- 
fier stages, In this case, the signal would be 
heard when the 400 cps audio signal from the 
Signal Generator is connected tothe control grid 
of the second tube, This is shown as pointG 
in Figure 5, The signal will not be heard when 
the Signal Generator is connected to the plate 
of the first tube (point P), 


ANTENNA 


1000 KC 
MODULATED RF 


455 KC MODULATED RF 


Figure 5 


Figure 6 shows how signal injection can be 
used to find the faulty stage of an AM radio 
receiver, First the 400 cps audio signal from 
the Signal Generator is connected to the grid 
of the output tube, then the hot lead of the 
Signal Generator is moved back to the audio 
amplifier tube, If a normal sound is heard 
from the speaker in both cases, a modulatedRF 
signal would be used to check the remaining 
stages of the radio, The modulated RF fre- 


quencies shown in Figure 6 would be used, 


SPEAKER 


400 CPS AUDIO 


Figure 6 
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IN CASE OF DIFFICULTY 


If your RF Signal Generator does not operate 

properly after assembly, use the following infor - 
mation to help locate and correct the difficulty, 
The Troubleshooting Chart on Page 28 will also 
help you locate the problem, 


1, 


Recheck the wiring, Trace each lead in 
colored pencil on the Pictorial as it is 
checked, It is frequently helpful to have a 
friend check your work, Someone whois not 
familiar with the unit may notice something 
consistently overlooked by the builder, 


It is interesting to note that about 90% of the 
kits that are returned for repair do not 
function properly due to poor connections 
and soldering, Therefore, many troubles 
can be eliminated by reheating all connec- 
tions to make sure that they are soldered 
as described in the Proper Soldering Tech- 
niques section of this manual, 


Check to be sure that all tubes are in their 
proper locations, Make sure that all tubes 
light up properly, 


Check the tubes with a tube tester, or by 
substitution of tubes of the same types that 
are known to be good, 


De 


Check the values of the parts, Be sure 
the proper part has been wired into the 
circuit, as shown in the pictorial diagrams 
and as called out in the wiring instructions, 


Check for bits of solder, wire ends or other 
foreign matter which may be lodged in the 
wiring, 


If, after careful checks, the trouble is still 
not located anda suitable meter is available, 
check voltage readings against those shown 
on the Schematic (fold-out from Page 35), 
NOTE: All voltage readings were taken with 
an 11 megohm input vacuum tube voltmeter, 
Voltages and resistances may varyas much 
as 10%. 


A review of the Circuit Description will 
prove helpful in indicating where to look 
for trouble, 


NOTE: In an extreme case where you are unable to resolve a 
difficulty, refer to the “Customer Service” information inside 
the rear cover of the Manual. Your Warranty is inside the 
front cover. 
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TROUBLESHOOTING CHART 


DIFFICULTY POSSIBLE CAUSE 


Pilot lamp and tubes do Open on-off switch, 
not light, Faulty power transformer, 


No RF output signal, Check tubes V1 and V2, 
Shorted or open output cable, 


No modulation present on Check tube V2, 
RF output signal, Check wiring of tube socket V2, 
Check wiring of modulation switch 


No B+ voltage, Check diode D1, 
Check resistor R17, capacitor C25A, and 
capacitor C25B, 
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SPECIFICATIONS 


RF OUTPUT SIGNAL 
DUMMONCC:) . o ccecececeecceneees 100 ke to 110 mc in six bands (bands A through 
F), 


100 mc to 220 mc (additional band of calibrated 
harmonics), 


Frequency Accuracy, eoeeeveeeeeseeeeee ®@ +2%,. 


Output Impedance, . .. cece erecccvces 50 ohms, 


SERA CULATION. -.. cc face oleceiee e's 0 0's 400 cps (30% modulation), 


External Modulation, . . ..cccceeveveveces 3 volt signal input for 30% modulation, 


AF OUTPUT SIGNAL 


Frequency, . eoesctestvenveetrteeeeeeeeeeeeeeee 400 cps, 


a) US ee a 10 volts (open circuit), 


GENERAL 


DTC lOL OUtrOLS, cis 5 eis .0 0.00.0 9.0108 Variable Frequency control, 
Band switch, 
Fine Attenuator control, 
Coarse Attenuator switch, 
External Modulation or AF Output control, 
Modulation switch, 


Tube Complement, eecveveveveen7e7ee2e0780280280280 8 12AT7 RF oscillator, 

6AN8 amplifier and modulator, 
Power Requirements, eoeeer3eeteee8787828808 8 105 to 125 volts AC, 50/60 cps, 15 watts, 
Cabinet Dimensions, . . 2. eeeeeeeervecce 6-1/2" wide x 9-1/2" high x 5" deep, 


DPPC OTo oe ce ec cece veeneceeces 4-1/2 lbs, 


The Heath Company reserves the night to discontinue 
products and to change specifications at any time without 
incurring any obligation to incorporate new features in 
products previously sold. 
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CIRCUIT DESCRIPTION 


Refer to the Block Diagram and Schematic 
(fold-out from Page 33) to follow the circuit 
and identify the circuit components while read- 
ing this description, 


The Circuit Description of the RF Signal Gen- 
erator is outlined in four sections: RF Oscil- 
lator, AF Oscillator, Amplifier And Modulator, 
and Power Supply, 


RF OSCILLATOR 


A Hartley oscillator, consisting of tube V1B and 
its associated circuitry, is used to generate the 
RF signal for bands A, B, C, D, and E, The 
correct coil for each band of frequencies is 
selected by Band switch S82, 


Section BF of Band switch S82, supplies B+ 
voltage to the plate of tube V1B when the 
Switch is in positions A through E, The desired 
oscillator coil is connected through capacitor 
C7 to the grid of tube V1B by section AF of 
Band switch S2, The tap of each coil is con- 
nected to the cathode of tube V1B by section 
BR of Band switch S2, Section AR of Band 
switch S2 shorts out all oscillator coils except 
the one being used, 


Capacitor C9, which is one section of the tuning 
capacitor, is connected across the desired oscil- 
lator coil and completes the tuned circuit of the 
RF oscillator, Trimmer capacitor C6, which is 
connected to the grid of tube V1B, adjusts the 
oscillator frequency on bands A through E, 


VIA 
RF OSCILLATOR 
BAND F 
V2A 
AF OSCILLATOR 
400 CPS 


400 CPS OUTPUT 


EXTERNAL MODULATION 
INPUT 


Resistor R3 and capacitor C7 supply bias 
voltage to the grid of tube V1B, The RF signal 
is coupled through capacitor C8 to the grid of 
tube V2B, 


Tube V1A is the RF oscillator stage for band F 
only, Coil F is permanently connected to the grid 
of tube V1A through resistor Rl and capacitor 
C3, This helps reduce variations in wiring ca- 
pacitance that would occur if this coil were 
switched like the other coils, These variations 
would cause the dial calibration to be inaccurate 
on band F, 


Capacitor C1, which is one section of the tuning 
capacitor, is connectedacross coil F to complete 
the tuned circuit for band F, Section BF of Band 
switch S82 supplies B+ voltage tothe plate of tube 
V1A when the switch is in position F, Capacitor 
C3 and resistor R1 supply bias voltage to the 
grid of tube V1A, The RF signal is coupled 
from the cathode of tube V1A through capacitor 
C4 to the grid of tube V2B, 


AF OSCILLATOR 


Tube V2A, whichis connectedas an AF oscillator, 
is tuned by transformer T2 and capacitor C15 to 
oscillate at a frequency of about 400 cps, The 
400 cps audio signal is coupled from the plate 
of tube V2A through capacitor C17 andresistors 
R7 and R8 to the grid of tube V2B, This audio 
signal is also applied across control R4 and 
through capacitor C11 to the AF Output Con- 
nector, 


VIB 
RF OSCILLATOR 
BAND A THROUGH E 
V2B 
AMPLIFIER / 
MODULATOR 


TO FILAMENTS (6.3 VOLT AC) 


RF 
O output 


POWER SUPPLY 


BLOCK DIAGRAM 


B+ (130 VOLT DC) 
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When switch S3 is in the External Modulation 
position, tube V2A is used to amplify the external 
modulation signal that is connected to the Ex- 
ternal Modulation In connector, This signal 
is coupled through capacitor C11 to control R4, 
and then to the grid of tube V2A, The signal 
is then amplified by tube V2A and coupled 
through capacitor C17 and resistors R7 and R8 
to the grid of tube V2B, 


AMPLIFIER AND MODULATOR 


The RF and AF signals are coupled to the grid 
of tube V2B, Resistors R7 and R9 keep the 
AF signal from overdriving the grid of tube 
V2B and also determine the modulation level, 
From the plate of tube V2B, the modulated 
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RF signal is coupled through capacitor C20, 
Fine Attenuator control R12, Coarse Atten- 
uator switch S4, and capacitor C22 to the RF 
Output connector, 


POWER SUPPLY 


B+ voltage is supplied to all stages of the Gen- 
erator by a half-wave rectifier circuit con- 
sisting of diode D1, Resistor R17 with capac- 
itors C25A and C25B provide filtering of the B+ 
voltage, 


Filament voltage is supplied to the filaments of 
all tubes and the #47 lamp by a 6,3 volt AC 
winding on power transformer T1, 


REPLACEMENT PARTS PRICE LIST 


To order parts, use the Parts Order Form furnished with this 
kit. If a Parts Order Form is not available, refer to 
‘“‘Replacement Parts” inside the rear cover of the Manual. 


PART PRICE DESCRIPTION 
No. Each 
RESISTORS 
1/2 Watt 
1-1 10 AT Q 
1-48 a 390 Q 
1-7 10 680 2 
1-16 10 4700 Q 
1-24 10 33 KQ 
1-47 10 56 KQ 
1-26 10 100 KQ 
1 Watt 
1-23-1 10 2200 2 
CAPACITORS 
Disc Ceramic 
21-32 10 AZ ppt 
21-140 10 001 pfd 
21-27 10 .005 ufd 
21-16 10 .O1 pfd 
21-31 10 .02 ufd 
21-70 AS .O1 pfd/1.4 KV 


PART PRICE DESCRIPTION 

_No. Each 

Tubuiar 

23-50 5 .022 pfd 

23-59 .20 .05 pfd 

23-28 .20 .1 ufd 

Mylar 

27-104 a .0047 ypfd 

Other 

28-1 10 2.2 uuf molded phenolic 

21-29 AS 4.7 puf N750 tubular ceramic 

20-99 AS 22 upf mica 

20-101 5 47 upf mica 

25-206 85 20-20 ufd electrolytic 

31-8 .30 1-10 uuf trimmer 

26-57 2.70 Dual tuning 

CONTROLS-TRANSFORMERS-SWITCHES 

10-27 00 3000 Q control 

19-11 ahi 100 KQ control with SPST 
switch 

51-44 1.30 Oscillator transformer 

94-92-24 2.80 Power transformer 
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When switch S3 is in the External Modulation 
position, tube V2A is used to amplify the external 
modulation signal that is connected to the Ex- 
ternal Modulation In connector, This signal 
is coupled through capacitor C11 to control R4, 
and then to the grid of tube V2A, The signal 
is then amplified by tube V2A and coupled 
through capacitor C17 and resistors R7 and R8 
to the grid of tube V2B, 


AMPLIFIER AND MODULATOR 


The RF and AF signals are coupled to the grid 
of tube V2B, Resistors R7 and R9 keep the 
AF signal from overdriving the grid of tube 
V2B and also determine the modulation level, 
From the plate of tube V2B, the modulated 


RF signal is coupled through capacitor C20, 
Fine Attenuator control R12, Coarse Atten- 
uator switch S4, and capacitor C22 to the RF 
Output connector, 


POWER SUPPLY 


B+ voltage is supplied to all stages of the Gen- 
erator by a half-wave rectifier circuit con- 
sisting of diode D1, Resistor R17 with capac- 
itors C25A and C25B provide filtering of the B+ 
voltage, 


Filament voltage is supplied to the filaments of 
all tubes and the #47 lamp by a 6,3 volt AC 
winding on power transformer T1, 


REPLACEMENT PARTS PRICE LIST 


To order parts, use the Parts Order Form furnished with this 
kit. If a Parts Order Form is not available, refer to 
‘Replacement Parts” inside the rear cover of the Manual. 


PART PRICE DESCRIPTION 
No. Each 
RESISTORS 
1/2 Watt 
1-1 10 AT Q 
1-48 10 3902 
1-7 10 680 Q 
1-16 nO 4700 Q 
1-24 .10 33 KQ 
1-47 10 56 KQ 
1-26 10 100 KQ 
1 Watt 
{ees yt] 10 2200 2 
CAPACITORS 
Disc Ceramic 
21-52. 10 47 ppt 
21-140 10 .001 pfd 
21-27 10 .005 fd 
21-16 10 .01 pfd 
21-31 10 .02 ufd 
21-70 15 .O1 pfd/1.4 KV 


PART PRICE DESCRIPTION 

Now Each 

Tubuiar 

23-50 LS .022 pfd 

23-59 .20 .05 pfd 

23-28 .20 1 pfd 

Mylar 

27-104 sLS .0047 ufd 

Other 

28-1 10 2.2 uuf molded phenolic 

21-29 ake 4.7 puf N750 tubular ceramic 

20-99 A i) 22 wut mica 

20-101 AS AZ ppt mica 

25-206 85 20-20 ufd electrolytic 

31-8 .30 1-10 uuf trimmer 

26-57 2.70 Dual tuning 

CONTROLS-TRANSF ORMERS-SWITCHES 

10-27 00 3000 Q control 

19-11 a 100 KQ control with SPST 
switch 

51-44 1.30 Oscillator transformer 

94-92-24 2.80 Power transformer 
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No. Each 


Controls-Transformers-Switches (cont'd.) 

63-70 095 3-position rotary switch 

63-211 et5 2-position rotary switch 

163-7 5.00 Band switch and coil 
assembly 


RECTIFIER-TUBES-LAMP 
57-27 60 Silicon diode 
411-24 1,45 12AT7 tube 
411-68 1,90 6AN8 tube 
412-1 eto #47 lamp 


TERMINAL STRIPS 

431-10 10 3-lug terminal strip 
431-40 10 4-lug terminal strip 
431-11 10 5-lug terminal strip 


CONNECTORS-SOCKETS 

432-1 a Cable connector 
432-3 hE Chassis connector 
434-77 15 9-pin tube socket 
434-87 030 Pilot lamp socket 


HARDWARE 
250-49 205 3-48 x 1/4" screw 
250-7 .05 6-32 x 3/16" screw 


250-56 .05 6-32 x 1/4" screw 
250-89 205 6-32 x 3/8" screw 
250-83 205 #10 sheet metal screw 
250-16 .05 8-32 x 3/16" setscrew 
250-43 -05 8-32 x 1/4" setscrew 


250-22 -05 8-32 x 7/16" setscrew 
252-1 05 3-48 nut 

252-3 0D 6-32 nut 

202-3at 205 9/32-32 x 3/8" nut 
252-7 205 Control nut 

252-22 205 Speednut 

254-1 05 #6 lockwasher 

254-4 05 Control lockwasher 
253-10 05 Control flat washer 
259-1 205 #6 solder lug 


259-10 205 Control solder lug 
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PART PRICE DESCRIPTION 
No. Each 


WIRE-CABLE-SLEEVING 


89-1 e395 Line cord 

340-2 .05/ft Bare wire 

344-59 .05/ft Hookup wire 

343-2 .10/ft Coaxial cable RG-58A/U 
347-3 .10/ft 2-lead shielded cable 
346-1 .05/ft Sleeving 


METAL PARTS 
90-253 4,85 Cabinet 
200-442 1,50 Chassis 
203-180-2 

1,25 Front panel 


MISCELLANEOUS 

40-193 30 Band F oscillator coil 
73-1 10 Rubber grommet 
75-71 10 Line cord strain relief 
100-10 20 Dial pointer assembly 
205-254 Aly) Alignment tool blade 


207-4 10 Cable clamp 
211-15 -20 Handle 

260-1 15 Alligator clip 
413-4 .30 Pilot lamp jewel 


462-187 230 Pointer knob 
462-140 30 Large knob 


490-1 10 Coil alignment tool 
490-5 oO Plastic nut starter 
331-6 sie Solder 
2,00 Manual (See front cover for 


part number,) 


The above prices apply only on purchases from the Heath 
Company where shipment is to a U.S.A. destination. Add 
10% (minimum 25 cents) to the price when ordering from a 
Heathkit Electronic Center to cover local sales tax postage 
and handling. Outside the U.S.A. parts and service are 
available from your local Heathkit source and will reflect 
additional transportation, taxes, duties and rates of exchange. 
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SCHEMATIC OF THE 
HEATHKIT® 
RF SIGNAL GENERATOR 
MODEL IG-102 


NOTES: 


ALL RESISTORS ARE 1/2 WATT UNLESS MARKED OTHERWISE, 
ALL RESISTOR VALUES ARE IN OHMS ( K = 1000). 
ALL CAPACITOR VALUES ARE IN ufd UNLESS MARKED OTHERWISE. 


INDICATES VOLTAGE READING. 


ALL VOLTAGES ARE DC POSITIVE UNLESS MARKED OTHERWISE. 

ALL VOLTAGES ARE MEASURED FROM POINT INDICATED TO CHASSIS 
GROUND, EXCEPT AC VOLTAGES ON POWER TRANSFORMER 
WINDINGS. 

VOLTAGE READINGS TAKEN WITH AN 11 MEGOHM INPUT VTVM., 

VOLTAGES MAY VARY 210%, 

ALL SWITCHES SHOWN AT FULL COUNTERCLOCKWISE ROTATION, 
EXCEPT SWITCH S3 WHICH IS AT FULL CLOCKWISE ROTATION. 

TUNING CAPACITOR CLOSED. 

SWITCH LUGS WITH THE SAME NUMBERS ON DECKS AR AND AF ARE 
CONNECTED TOGETHER (12 TO 12, 11 TO 11, ETC.). 

* VOLTAGE MEASURED WITH BAND SWITCH S2 AT BAND F. 

% * ALL SECTIONS SHOWN HERE ARE VIEWED FROM THE FRONT 

PANEL: SWITCH SHOWN IN BAND A POSITION. 
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REPLACEMENT PARTS 


If you need a replacement part, please fill in the Parts Order 
Form that is furnished and mail it to the Heath Company. 
Or, if you write a letter, include the: 


_@ Part number and description as shown in the Parts 
List. 
@ Model number and Series number from the blue and 
white label. 
@ Date of purchase. 
@ Nature of the defect. 


Please do not return parts to the factory unless they are 
requested. Parts that are damaged through carelessness or 
misuse by the kit builder will not be replaced without cost, 
and will not be considered in warranty. 


Parts are also available at the Heathkit Electronic Centers 


listed in your catalog. Be sure to provide the Heath part 
number. Bring in the original part when you request a 
warranty replacement from a Heathkit Electronic Center. 


NOTE: Replacement parts are maintained specifically to 
repair Heathkit products. Parts sales for other reasons will be 
declined. 


TECHNICAL CONSULTATION 


Need help with your kit?.... Self-Service?.... 
Construction?.... Operation?.... Call or write for 
assistance. You'll find our Technical Consultants eager to 
help with just about any technical problem except 
“customizing” for unique applications. 


The effectiveness of our consultation service depends on the 
information you furnish. Be sure to tell us: 


@ The Model number and Series number from the blue 
and white label. 

@ The date of purchase. 

@ An exact description of the difficulty. 

@ Everything you have done in attempting to correct the 
problem. 


Also 


information you think might be helpful. 


Please do not send parts for testing, unless this is specifically 


requested by our Consultants. 


include switch positions, connections to other units, 
Operating procedures, voltage readings, and any other 


. | CUSTOMER SERVICE 


Hints: Telephone traffic is lightest at midweek. . .please be 
sure your Manual and notes are on hand when you call. 


- Heathkit Electronic Center facilities are also available for 


telephone or ‘‘walk-in” personal assistance. 


REPAIR SERVICE 


Service facilities are available, if they are needed, to repair 
your completed kit. (Kits that have been modified, soldered 
with paste flux or acid core solder, cannot be accepted for 
repair.) 


If it is convenient, personally deliver your kit to a Heathkit 
Electronic Center. For warranty parts replacement, supply a 
copy of the invoice or sales slip. 


lf you prefer to ship your kit to the factory, attach a letter 
containing the following information directly to the unit: 


@ Your name and address. 

@ Date of purchase. 

@ Copies of all correspondence relevant to the service of 
the kit. 

@ A brief description of the difficulty. 

@ Authorization to return your kit C.O.D. for the service 
and shipping charges. (This will reduce the possibility 
of delay.) 


Check the equipment to see that all screws and parts are 
secured. (Do not include any wooden cabinets or color 
television picture tubes, as these are easily damaged in 
shipment.) Place the equipment in a strong carton with at 
least THREE INCHES of resilient packing material 
(shredded paper, excelsior, etc.) on all sides. Use additional 
packing material where there are protrusions (control sticks, 
large knobs, etc.). If the unit weighs over 15 Ibs., place this 
carton in another one with 3/4” of packing material 
between the two. 


Seal the carton with reinforced gummed tape, tie it with a 
strong cord, and mark it “Fragile’’ on at least two sides. 
Remember, the carrier will not accept liability for shipping 
damage if the unit is insufficiently packed. Ship by prepaid 
express, United Parcel Service, or insured Parcel Post to: 


Heath Company 
Service Department 
Benton Harbor, Michigan 49022 


HEATHEIT" 


FRAT EL COMPANY 


Phone 616-983-3961 e¢ TWxX-—616-—-983-3897 ¢ Benton Harbor, Michigan 49022 
Dear Customer: 


We have included a power transformer that enables you to wire your kit to operate from either a 
120 volt or a 240 volt AC power source (50/60 cps). This transformer has two additional leads in 
its primary windings that are not mentioned in your Manual. The following steps will tell you how 
to combine these leads to produce the correct voltages in your kit. 


NOTE: In the U.S.A. your power source (line voltage) is usually 120 volts AC, while in other 
countries it is more common to have a power source of 240 volts AC. Perform only one of the 
following two sets of instructions. USE ONLY THE SET OF INSTRUCTIONS THAT AGREE 
WITH THE POWER SOURCE IN YOUR AREA! 


Transformer Prewiring for use with a 120 VOLT AC Power Source: 


BLACK 
(_) Locate the power transformer. Its part number starts 
with 54-.... 
(_) Twist the black lead and the black-green lead together. 120V BACK 


50/60 ~ BLACK-GREEN 


Place insulating tape around this pair at 1-1/2” intervals. 


(_) Twist the black-red and the black-yellow leads together. 
Place insulating tape around this pair also at 1-1/2” BLACK-RED 
intervals. Figure 1 


From this point on, please consider each of these taped pairs as one black lead. When, for example, 
a step in the Manual directs you to prepare, connect or solder a black transformer lead, use both of 


the leads in the taped pair. 


Transformer Prewiring for use with a 240 VOLT AC Power Source: 


BLACK 
(_) Locate the power transformer. Its part number starts 
with 54-.... 
(_) Cut the black-yellow and the black-green leads to a 240V Resets age aoe 


50/60 ~ BLACK-GREEN 


1-1/2’" length, measured from where the leads emerge 
from the transformer. 


( ) Remove 3/8” of insulation from the end of each of these BLACK-RED 
leads. Figure 2 


( ) Twist the bared ends of the two leads together and solder the connection. Place insulating 
tape over the joint. 


When your Manual directs you to work with the two black transformer leads, please consider the 
black-red lead as ‘‘the other” black lead. 
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A 5 i assistance. You'll find our Technical Consultants eager to 
- noe help with just about any technical problem except 
“customizing” for unique applications. 
73's 
’ The effectiveness of our consultation service depends on the 
o information ved furnish. Be sure to tell us: 


The Model number and Series number from the blue 

and white label. 

The date of purchase. 

An exact description of the difficulty. 

Everything you have done in attempting to correct the 
problem. 


f ¢ Also include switch positions, connections to other units, 
i Operating procedures, voltage readings, and any other 
information you think might be helpful. 


Please do not send parts for testing, unless this is specifically 
_ requested by our Consultants. 


ae Hints: Telephone traffic is lightest at midweek. 
_ sure your Manual and notes are on hand when you call. 


. please be 


- Heathkit Electronic Center facilities are also available for 


telephone or “walk-in” personal assistance. 


REPAIR SERVICE 


Service facilities are available, if they are needed, to repair 
your completed kit. (Kits that have been modified, soldered 
with paste flux or acid core solder, cannot be accepted for 
repair.) 


If it is convenient, personally deliver your kit to a Heathkit 
Electronic Center. For warranty parts replacement, supply a 
copy of the invoice or sales slip. 


If you prefer to ship your kit to the factory, attach a letter 
containing the following information directly to the unit: 


@ Your name and address. 

@ Date of purchase. 

@ Copies of all correspondence relevant to the service of 
the kit. 

@ A brief description of the difficulty. 

@ Authorization to return your kit C.O.D. for the service 
and shipping charges. (This will reduce the possibility 
of delay.) 


Check the equipment to see that all screws and parts are 
secured. (Do not include any wooden cabinets or color 
television picture tubes, as these are easily damaged in 
shipment.) Place the equipment in a strong carton with at 
least THREE INCHES of resilient packing material 
(shredded paper, excelsior, etc.) on all sides. Use additional 
packing material where there are protrusions (control sticks, 
large knobs, etc.). If the unit weighs over 15 Ibs., place this 
carton in another one with 3/4” of packing material 
between the two. 


Seal the carton with reinforced gummed tape, tie it with a 
strong cord, and mark it “Fragile’’ on at least two sides. 
Remember, the carrier will not accept liability for shipping 
damage if the unit is insufficiently packed. Ship by prepaid 
express, United Parcel Service, or insured Parcel Post to: 


Heath Company 
Service Department 
Benton Harbor, Michigan 49022 
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